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C O R O N A V I R U S

Microfluidic particle dam for direct visualization 
of SARS-CoV-2 antibody levels in COVID-19 vaccinees
Minghui Wu1†, Siying Wu1†, Gaobo Wang1, Wengang Liu1, Lok Ting Chu1, Tianyi Jiang1,  
Hoi Kwan Kwong1, Hiu Lam Chow1, Iris Wai Sum Li2, Ting-Hsuan Chen1,3*

Various COVID-19 vaccines are currently deployed, but their immunization varies and decays with time. Antibody 
level is a potent correlate to immune protection, but its quantitation relies on intensive laboratory techniques. 
Here, we report a decentralized, instrument-free microfluidic device that directly visualizes SARS-CoV-2 antibody 
levels. Magnetic microparticles (MMPs) and polystyrene microparticles (PMPs) can bind to SARS-CoV-2 anti-
bodies simultaneously. In a microfluidic chip, this binding reduces the incidence of free PMPs escaping from magnetic 
separation and shortens PMP accumulation length at a particle dam. This visual quantitative result enables use in 
either sensitive mode [limit of detection (LOD): 13.3 ng/ml; sample-to-answer time: 70 min] or rapid mode (LOD: 
57.8 ng/ml; sample-to- answer time: 20 min) and closely agrees with the gold standard enzyme-linked immunosorbent 
assay. Trials on 91 vaccinees revealed higher antibody levels in mRNA vaccinees than in inactivated vaccinees 
and their decay in 45 days, demonstrating the need for point-of-care devices to monitor immune protection.

INTRODUCTION
The coronavirus disease 2019 (COVID-19) pandemic has severely 
affected public health and the economy (1–4). According to the 
World Health Organization (WHO), globally, there are more than 
247 million confirmed cases and about 5.02 million deaths at the 
beginning of November 2021. Regrettably, the virus continues to 
adapt in humans and spreads rapidly such that the pandemic is not 
validly controlled yet. To slow down the spread within communities, 
administrative measures including territory lockdown, cross-border 
restrictions, and mandatory isolations/quarantines have been im-
plemented to minimize people’s movements and contacts. However, it 
also retards the economies and causes fears and panic in public (3, 4).

As the ultimate hope to stop the COVID-19 pandemic, various 
COVID-19 vaccines have been deployed worldwide. At the end of 
November 2021, 54% of the world population has received at least 
one dose (5). Upon vaccination, the immunoglobulin G (IgG) and 
immunoglobulin M (IgM) antibody level against severe acute 
respiratory syndrome coronavirus 2 (SARS-CoV-2) increases in 
10 days (6), and their amount correlates with virus neutralization 
(7, 8). As antibodies readily available in blood could theoretically 
neutralize viruses in the circulation more readily than those with-
out, serum antibody levels, including both neutralizing antibody 
and binding antibody, have been proposed as a potent correlate of 
immune protection (8–10). In Hong Kong, two types of vaccines 
(mRNA in lipid nanoparticle vaccine from BioNTech and inacti-
vated whole virion vaccine from Sinovac) are currently available. 
However, a recent report has shown that immunogenicity varies in 
several orders of magnitude depending on vaccine types (11), 
which implies varied efficacy. More critically, the antibody level 
decays rapidly (12), suggesting decaying immune protection with 
time. Thus, individuals have no clue about the status of protection 
by vaccination and its durability.

Measurement of antibody level provides a direct index for evalua-
tion of an individual’s immune status. Conventional immunoassay 
assays such as enzyme-linked immunosorbent assay (ELISA) and 
chemiluminescence immunoassay have been the standard tests for 
antibody detection (13–17). However, these assays require profes-
sional experts in accredited laboratories to carry out the procedures 
and interpret results, and they are expensive and technically intensive. 
Because of the overwhelmed medical facilities during the pandemic, 
rapid tests such as lateral flow immunoassay (LFIA) have been used 
at border control, primary care, and community settings for their 
superior simplicity in operation and signal reporting (18–22). How-
ever, LFIA uses the appearance of color bands that provide only 
qualitative results, i.e., yes/no. Moreover, LFIA has been reported to 
be insensitive and ambiguous, except when used in symptomatic 
and severely diseased patients (23–27).

To achieve quantitative measurement while maintaining a simple 
and user-friendly interface, attempts have been made to conduct 
immunoassays in miniaturized devices (28) using principles such as 
ELISA (29–31), electrochemistry (32, 33), surface plasmon resonance 
(34), and fluorescence (35–38). However, signal quantification 
requires additional detection modules, e.g., optical fibers, light 
source, amperemeters, or photodetectors, for measuring optical 
absorbance or fluorescence intensity. Customized settings are needed 
during miniaturization, making them still laboratory based, and 
they do not necessarily lead to simplicity.

Here, without relying on any detection module, we report a 
decentralized, instrument-free microfluidic device that allows direct 
visualization of SARS-CoV-2 antibody levels (Fig. 1 and movie S1). 
IgG antibodies against the SARS-CoV-2 spike protein receptor- 
binding domain (anti-spike RBD IgG) were chosen as the detection 
target because of their ability to neutralize both live and pseudo-
type SARS-CoV-2 viruses (39, 40). To detect these antibodies, 
magnetic microparticles (MMPs) are modified with spike protein 
RBD to ensure the specific binding to anti-spike RBD IgG, while 
polystyrene microparticles (PMPs) are modified with secondary 
antibody against human IgG (anti-human IgG). Thus, the present 
anti-spike RBD IgG would simultaneously bind to MMPs and PMPs, 
forming MMPs-antibodies-PMPs. Loaded onto a capillary-driven 
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microfluidic chip, the particle solution first flows through a mag-
netic separator that removes MMPs and MMPs-antibodies-PMPs. 
At the same time, free PMPs continue to flow until they are trapped 
at a particle dam. As a result, PMP accumulation is formed with a 
length inversely proportional to the antibody level and quantifiable 
by the naked eye. After validating the successful connection be-
tween MMPs and PMPs using a magnetophoresis assay, the analytical 
performance, i.e., limit of detection (LOD), selectivity, and comparison 
to commercial LFIA, was tested. Next, using undiluted serum, 
the platform was adapted to sensitive mode (LOD: 13.3 ng/ml; 
sample-to-answer time: 70 min; dynamic range: 5 to 1000 ng/ml) or 
rapid mode (LOD: 57.8 ng/ml; sample-to-answer time: 20 min; 
dynamic range: 50 to 3000 ng/ml). Last, 91 vaccinees were recruited 
to detect the plasma antibody levels using our microfluidic device 
and study the decay with time. By comparing the levels detected by 
the gold standard ELISA, high accuracy was achieved. This work 
demonstrates a microfluidic platform allowing low-cost, user-friendly 
interfaces, power-free operation, and quantification by visual in-
spection, making it particularly suitable for time-saving mass- 
screening settings or individual use in monitoring immune status 
after vaccination.

RESULTS
Magnetophoresis assay for validating particle connections
We first used a magnetophoresis assay (41) to validate the particle 
connection in response to the SARS-CoV-2 antibody (Fig. 2A). Anti- 
human IgG antibodies were immobilized on carboxyl-functionalized 
MMPs, while SARS-CoV-2 glycosylated spike protein was immobi-
lized on carboxyl-functionalized PMPs. Hence, the particle system 
is specifically reactive to IgG antibodies against SARS-CoV-2 spike 
protein (anti-spike IgG). Here, the trimerized spike protein was chosen 
as the antigen because its binding to the angiotensin-converting 

enzyme 2 (ACE2) receptor is essential for cell entry and infection 
(42). Once anti-spike IgG is present, PMPs-antibodies-MMPs are 
formed. When an external magnetic field is applied, MMPs and 
PMPs-antibodies-MMPs are pulled to the sidewall of a test tube, 
leaving only PMPs freely suspended in the solution. Thus, the 
formation of PMPs-antibodies-MMPs would reduce the turbidity of 
supernatant, which can be observed visually or quantified by optical 
absorbance through an ultraviolet-visible (UV-Vis) spectrometer.

The microparticle system was first optimized using flow cytometry. 
The amount of anti-human IgG antibody on MMPs and SARS-CoV-2 
spike protein on PMPs was optimized as 285 g of anti-human IgG 
antibody per milligram of MMPs (0.797 m in diameter) and 30 g of 
spike protein per milligram of PMPs (0.955 m in diameter) (fig. S1). 
On the basis of the optimized condition, the optical absorbance of 
supernatant after magnetic separation was measured, which showed a 
decrease of turbidity with an increased concentration of anti-spike IgG 
(Fig. 2B). Using nonlinear fitting, the regression equation was obtained 
as    y    (5−500 ng/ml)   = 0.8794 − 0.141ln(x)  (R2 = 0.9791). Together, the 
reduced solution turbidity in response to the presence of anti-spike 
IgG validates the successful formation of PMPs-antibodies-MMPs.

Visual detection via microfluidic particle accumulation
While the presence of anti-spike IgG can be visually determined by 
the magnetophoresis assay, turbidity change is barely quantifiable 
by the naked eye. Hence, a simple and user-friendly microfluidic 
circuitry was developed to enable automated magnetic separation 
and quantification of altered particle connections through direct 
visual inspection. After the PMPs-antibodies-MMPs are formed, 
the microparticle solution is loaded into a capillary-driven micro-
fluidic device containing a stomach-shape magnetic separator, a 
trapping channel, a particle dam with a narrowing nozzle, and a 
capillary pump region (Fig. 3A and fig. S2) (43). The microfluidic 
device was made by plasma bonding between a glass slide and a 

Sample 
loading 
inlet

Particle dam

PMP accumulation

Anti-spike RBD IgG

PMPs coated 
with anti-

human IgG 
antibody 

MMPs coated 
with spike 

protein RBD

Serum/plasma

Antibody present

Antibody absent

5 mm5 mm

Antibody absent Antibody present

Fig. 1. Schematic illustration of the working principle. The IgG antibody against SARS-CoV-2 spike protein receptor-binding domain (anti-spike RBD IgG) in serum/
plasma simultaneously binds to magnetic microparticles (MMPs) coated with SARS-CoV-2 spike protein RBD and polystyrene microparticles (PMPs) coated with anti-human 
IgG antibody, forming MMPs-antibodies-PMPs. After loading to a capillary-driven microfluidic chip, the MMPs and MMPs-antibodies-PMPs are automatically separated in a 
magnetic separator. At the same time, free PMPs continue to flow until they are trapped at a particle dam with a narrowing nozzle. Thus, the level of anti-spike RBD IgG 
can be quantitatively visualized by the length of PMP accumulation without using any detection module.
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patterned Norland Optical Adhesive 63 (NOA 63) layer, so that 
stable hydrophilicity can be achieved (44, 45). After loading, the 
solution first passed the magnetic separator that attracted the MMPs 
and PMPs-antibodies-MMPs to the side, leaving free PMPs to con-
tinue flowing until trapped at a particle dam. Thus, the presence 
of anti-spike IgG lessened the PMPs trapped at the particle dam 
(movie S2) compared to blank control (movie S3). To achieve the 
effect of the “dam,” the narrowest nozzle width was designed as 
8 m, which can effectively trap the PMPs (diameter: 15.34 m). 
Furthermore, to better visualize the PMP accumulation length, the 
channel height in the NOA 63 layer was designed as 25 ± 0.3 m, 
which allows PMPs to accumulate as monolayered in the trapping 
channel (movie S4) with a length inversely proportional to the 
antibody level and quantifiable by the naked eye.

The amount of MMPs and PMPs and the immobilized anti-human 
IgG antibody and SARS-CoV-2 spike protein were optimized for 
this microfluidic particle system. The PMP concentration was opti-
mized to 20 mg/ml based on the highest signal-to-noise ratio 
(fig. S3A), and this PMP concentration was used to determine the 
amount of spike protein on PMPs (7.5 g per milligram of PMPs) 
(fig. S3B). With optimized PMPs, the MMP concentration was serially 
diluted such that each MMP could receive more anti-spike IgG 
during particle connection. Using MMPs (5 mg/ml) at the optimized 
concentration (fig. S3C), 0.4 mg of anti-human IgG antibody per 
milligram of MMPs was found (fig. S3D).

Analytical performance was studied using anti-spike IgG 
diluted in buffered solution for reaction with optimized MMPs 
and PMPs. For concentrations of anti-spike IgG lower than 50 ng/ml, 
a 1-hour incubation is required (Fig. 3B). Next, LOD was then 
determined by serial dilution of anti-spike IgG (5, 10, 20, 40, 50, 

100, 200, 500, and 1000 ng/ml). The increment of anti-spike IgG 
concentration would generate more MMPs-antibodies-PMPs, 
hence shortening the length of PMP accumulation in the channel 
(Fig. 3, C and D). On the basis of the linear range near the blank sam-
ple (0 to 50 ng/ml) (Fig. 3E), the linear regression was determined 

as    y (0−50 ng/ml)   = 5.3423 − 0.061x ± 0.2892   (     7 _ 18  +   (x − 20.83)   2  _ 4520   )     
1/2

   using 
least-squares regression while incorporating the variance of model 
parameters, i.e., uncertainties of intercept sb0 and slope sb1. A LOD 
of 10.75 ng/ml was achieved, which prevents type I and type II 
errors (less than 5% of false positive/negative rate) (see the Supple-
mentary Materials for details) (46–51).

To explore the selectivity of this system, other potential interfering 
factors such as bilirubin, hemoglobin, and different pathogen- 
specific antibodies, i.e., Middle East respiratory syndrome coronavirus 
(MERS-CoV) antibody, SARS-CoV antibody, human coronavirus 
HKU1 (HCoV-HKU1) antibody, influenza A antibody, and influenza 
B antibody, were tested (Fig. 3, F and G). While a short PMP accu-
mulation length (around 0.5 mm) was observed with anti-spike IgG 
(500 ng/ml), even high concentrations (~2000 times higher) of other 
interfering factors all resulted in long PMP accumulation lengths 
comparable to the blank control sample (P > 0.2 for all cases). Notably, 
on the basis of the 95% confidence interval of the two-tailed hypothesis 
( = 0.025), the acceptable tolerance about blank control was calcu-
lated as 5.075 ± 0.55 mm, which covers the measured results from all 
interfering factors. Together, these findings suggest that the binding 
between MMPs and PMPs is specific to antibodies against SARS-
CoV-2 spike protein.

This microfluidic chip was also compared to conventional rapid 
tests using the lateral flow method. For different concentrations 

A

B

MMPs

EDC, NHS

Anti-human
IgG antibody

PMPs         

EDC, NHS

Spike 
protein

Anti-spike IgG

Fig. 2. Magnetophoresis assay for validating particle connections. (A) Schematic illustration of the working principle of magnetophoresis assay. An external magnetic 
field pulls MMPs and PMPs-antibodies-MMPs to the sidewall of a test tube, leaving only PMPs freely suspended in the solution. Thus, the presence of antibodies is reflected 
by the turbidity of the supernatant. (B) Absorbance at 400-nm wavelength with serial dilution of anti-spike IgG in buffered solution (left) and nonlinear regression from 
5 to 500 ng/ml (right) (mean ± SD, n = 2).
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MMPs with 
anti-human
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PMPs with 
spike protein
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H

Fig. 3. Visual quantification of anti-spike IgG by PMP accumulation in the microfluidic chip. (A) Schematic illustration of the operational steps. Coated MMPs and 
PMPs are incubated with anti-spike IgG in buffered solution for 1 hour before loading to the microfluidic chip. (B) Optimization of the incubation time for the formation 
of PMPs-antibodies-MMPs, which shows that 1-hour incubation is required to differentiate anti-spike IgG concentration lower than 50 ng/ml (mean ± SD, n = 3). (C) Optical 
image and (D) measured PMP accumulation length (mean ± SD, n = 3), which shows an inverse proportion to the target concentration. (E) Linear regression from 
0 to 50 ng/ml. (F) Optical image and (G) measured PMP accumulation length showing that only anti-spike IgG (500 ng/ml) shortened the PMP accumulation, while other interfering 
substances and pathogen-specific antibodies with higher concentration (bilirubin, 125 g/ml; hemoglobin, 4.5 mg/ml; MERS-CoV antibody, 1 mg/ml; SARS-CoV antibody, 
1 mg/ml; HCoV-HKU1 antibody, 0.5 mg/ml; influenza A antibody, 1 mg/ml; influenza B antibody, 1 mg/ml) did not cause nonspecific binding between MMPs and PMPs 
(mean ± 95% confidence interval, n ≥ 2). (H) Comparison of an IgG antibody detection kit (Abcam, left) and an IgG/IgM antibody detection kit (Wuhan UNscience Biotechnology 
Co. Ltd., middle) to this work (right). While the color bands were only barely visible in anti-spike IgG (500 ng/ml) in one detection kit (Abcam, left), our device can already 
clearly differentiate the anti-spike IgG of 10 ng/ml.

D
ow

nloaded from
 https://w

w
w

.science.org at C
ity U

niversity of H
ong K

ong on July 26, 2022



Wu et al., Sci. Adv. 8, eabn6064 (2022)     3 June 2022

S C I E N C E  A D V A N C E S  |  R E S E A R C H  A R T I C L E

5 of 11

(0, 10, 100, and 500 ng/ml) of anti-spike IgG, only the rapid test 
from Abcam shows a weak signal when the concentration is 500 ng/ml, 
and no sign for all the other cases (Fig. 3H, left). For another rapid test 
(Wuhan UNscience Biotechnology Co. Ltd), the results are negative 
for all concentrations of anti-spike IgG (Fig. 3H, middle). In contrast, 
PMP accumulation length in our device shows apparent differences 
compared to blank control even when anti-spike IgG concentration 
is as low as 10 ng/ml and continuously decreases for a higher concen-
tration of anti-spike IgG (Fig. 3H, right). Together, the visual detec-
tion based on PMP accumulation provides clear-cut, quantitative 
results with substantially improved sensitivity and selectivity.

Detection of anti-spike RBD IgG in undiluted serum
After validating the successful detection of anti-spike IgG in the 
buffer, detection of undiluted serum samples was explored. We 
narrowed the detection target to anti-spike RBD IgG, a subtype of 

anti-spike IgG, because of its ability of virus neutralization (39, 40). 
Notably, while other interfering substances may not cause nonspecific 
bindings between MMPs and PMPs (Fig. 3, F and G), they may still 
compete to bind microparticles coated with anti-human IgG antibodies 
when coexisting with the anti-spike RBD IgG. To specifically extract 
the anti-spike RBD IgG from such a complex environment, MMPs 
immobilized with SARS-CoV-2 glycosylated spike protein RBD 
were first mixed with undiluted serum (first incubation) to specifi-
cally capture the anti-spike RBD IgG (Fig. 4A, left). By rinsing the 
MMPs using a magnetic rack, the interfering materials such as other 
human antibodies can be removed before incubating with PMPs coat-
ed with anti-human IgG antibodies (second incubation). In this way, 
the detection can be operated through simple pipetting, making it 
an instrument-free and decentralized process.

On the other hand, in our previous design (Fig. 3A) (44, 45), the 
chip was placed horizontally during capillary wicking. Because of 

Rinsing

PMP coated 
with anti-
human IgG 
antibody 

First incubation:
• 30 min (sensitive mode)
• 5 min (rapid mode)

Sample 
loading

Wait 
10 min

A

B

Second incubation:
• 30 min (sensitive mode)
• 5 min (rapid mode)

MMPs coated with 
RBD to capture
anti-spike RBD IgG in
undiluted serum

D

C

Fig. 4. Detection of anti-spike RBD IgG in undiluted serum. (A) Schematic illustration of the operational steps for undiluted serum samples. MMPs coated with RBD are 
first mixed with serum to capture the anti-spike RBD IgG and incubated for 30 min (sensitive mode) or 5 min (rapid mode). After rinsing, PMPs coated with anti-human IgG 
antibodies are added and incubated for 30 min (sensitive mode) or 5 min (rapid mode) before loading to the PDMS loading chamber and placing the microfluidic chip 
vertically. Hence, the particle solution can enter the hydrophilic microchannel without additional handling. (B) Optimization of reaction time for both first and second 
incubation (mean ± SD, n = 3). (C) Measured PMP accumulation length with respect to varied concentrations of anti-spike RBD IgG in human serum (mean ± SD, n = 3) 
using sensitive mode (left) and the linear regression from 0 to 20 ng/ml (right). (D) Measured PMP accumulation length with respect to varied concentrations of anti-spike 
RBD IgG in human serum (mean ± SD, n = 3) using rapid mode (left) and the linear regression from 0 to 200 ng/ml (right).
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gravitational sedimentation, most microparticles would settle with-
out entering the microchannel during the entire process. Thus, 
resuspension and redeposition of microparticle solution are needed, 
which is labor intensive and experience dependent. In our new 
design, a polydimethylsiloxane (PDMS) loading chamber was 
designed and cast using a three-dimensional (3D)–printed mold. 
This design has two main features. First, because of the high capacity 
of the loading chamber, the device can be placed vertically with 
particle solution fully loaded (Fig. 4A, right). Hence, all microparticles 
will be introduced into the hydrophilic microchannel using capillary 
force with the assistance of gravitational sedimentation, making it 
easy to use without additional handling. Second, the inner surface 
of the PDMS loading chamber was coated with hydroxy-terminated 
PDMS as a lubricant. This coating, called the SLIP-LAB (Slippery 
Liquid-Infused Porous Surface Laboratory) concept, prepares the 
microchannel with excellent repellence to particle stiction (52). 
With this modification, the microfluidic device consists of PDMS as 
the bottom layer and NOA 63 as the top layer (fig. S4). After incubating 
the serum sample with rinsed MMPs and PMPs, the solution was 
dispensed into the loading chamber, and the device was placed 
vertically. Subsequently, the solution entered the microchannels in 
the NOA 63 layer and formed PMP accumulation in the trapping 
channel visible to the naked eye within 10  min. The operation 
procedure can be viewed by a demonstration video (movie S1).

To improve detection sensitivity, the amount of RBD immo-
bilized on MMPs and anti-human IgG antibody coated on PMPs 
were optimized. By testing a series of the amount of RBD and 
anti-human IgG antibody, 20 g of RBD per milligram of MMPs 
and 60 g of anti-human IgG antibody per milligram of PMPs were 
selected (fig. S5). Additionally, the reaction time for both the first 
and second incubations was explored to make it more suitable for a 
rapid test. Based on the results of incubation time (Fig. 4B), two 
detection modes were designed. When 30 min was used for both the 
first and second incubations, a LOD of 13.3 ng/ml was achieved with 
a dynamic range from 5 to 1000 ng/ml [Fig. 4C; linear regression: 

   y(0−20 ng/ml)   = 5.1467 − 0.033x ± 0.182   (     5 _ 12  +   (x − 8.75)   2  _ 437.5   )     
1/2

  ]. This de-
tection is named sensitive mode as it is suitable for serum samples 
with a lower concentration of anti-spike RBD IgG. In contrast, when 
both incubations were shortened to 5 min, a LOD of 57.8 ng/ml was 
achieved, with a dynamic range from 50 to 3000 ng/ml [Fig. 4D; linear 

regression:    y(0−200 ng/ml)   = 5.1533 − 0.0052x ± 0.0281   (     5 _ 12  +   (x − 175)   2  _ 1400   )     
1/2

  ]. 
The second mode is for rapid detection as it is particularly useful to 
rapidly determine the antibody concentration in serum with higher 
antibody levels.

We have also attempted the application of undiluted whole-blood 
samples. Using different concentrations of anti-spike RBD IgG 
diluted in whole human blood and 5 min for both incubations, the 
analytical performance was still achieved with a LOD of 1048.1 ng/ml 
(fig. S6). This LOD increases around 18 times higher than that of 
serum samples, which is consistent with our previous results 
of detection of lead intoxication in human serum and whole 
blood (45) and possibly due to the adsorption of hemocytes or 
unwanted cellular debris on microparticles. Thus, given the inherent 
complexities and potential issues of coagulation, blood serum/
plasma is still preferred, which can be obtained by other microfluidic 
devices (53) or hand-powered centrifuge (54) in resource-limited 
settings.

Detection of anti-spike RBD IgG in COVID-19 vaccinees
The above experimental results show that our method has excellent 
analytical performance for detection in undiluted serum, suggesting 
great potential for detecting antibody levels in human plasma of 
COVID-19 vaccinees. Ninety-one volunteers with no prior history 
of COVID-19 before receiving COVID-19 vaccines were recruited 
in Hong Kong. All volunteers have received two doses of vaccines. 
Of the volunteers, 51 were women, and 40 were men. Forty-six vaccinees 
(23 males) received mRNA vaccines (BNT162b2, BioNTech), and 
45 vaccinees (17 males) received inactivated vaccines (Coronavac, 
Sinovac). The mean (range) age was 26 (18 to 60) years old, and 85% 
were 20 to 40 years old. There were no significant differences in mean 
(range) age between mRNA and inactivated vacccines [25.1 (18 to 
60) versus 27.4 (19 to 39); P  =  0.086]. Finger-prick blood was 
collected from each volunteer participant. The mean (range) interval 
(days) between the second dose of vaccine and blood collection is 
50.08 (4 to 141) [mRNA vaccinees: 41.4 (4 to 86); inactivated 
vaccinees: 60.7 (6 to 141); P = 0.0016]. Absolute ELISA first mea-
sured the plasma samples of 91 volunteers. A standard curve was 
created using serial dilutions of anti-spike RBD IgG in human 
serum (fig. S7). As seen by optical density at the wavelength of 450 nm 
(OD450) (Fig. 5A), the level of IgG antibody against RBD arising 
from the mRNA vaccine is much higher than that from the 
inactivated vaccine. Using inverse regression referencing to the 
calibration curve (fig. S7), the mean (range) level of anti-spike RBD 
IgG can be determined as 1124.8 (100 to 3200) ng/ml for mRNA 
vaccine, which is significantly greater than the 32.5 (0 to 100 ng/ml) 
for the inactivated vaccine (P < 0.001) (Fig. 5B).

The interval between the second dose of vaccine and the first 
blood collection in inactivated vaccinees is significantly longer than 
that in mRNA vaccinees (P = 0.0016), which may partly account for 
the differences in anti-spike RBD IgG levels. Hence, the antibody 
level of vaccinees within the range from days 21 to 35 after the 
second dose of vaccination was further studied. Within the selected 
range, there were no significant differences between two vaccine 
groups in the interval (days) from the second dose of vaccination to 
the day of measurement [mRNA vaccinees (n = 4, 29.7 days) versus 
inactivated vaccinees (n = 10, 29.25 days); P = 0.845]. Significant 
differences in mean (range) level of anti-spike RBD IgG in mRNA 
vaccinees and inactivated vaccinees [1109.2 (105.9 to 2513.3) ng/ml 
versus 62.1 (33. 9 to 114.9) ng/ml; P = 0.014] were still found. Thus, 
the mRNA vaccine leads to much greater immunogenicity than 
does the inactivated vaccine.

On the basis of the ELISA results and the optimized experimental 
conditions, different modes were adopted for testing on microchips, 
i.e., the rapid mode for mRNA vaccinees and the sensitive mode 
for inactivated vaccinees. After measuring the PMP accumulation 
length (Fig. 5C), the anti-spike RBD IgG levels of 91 volunteers were 
calculated according to the regression equations (Fig. 4, C and D, 
and fig. S8). The mean (range) level of anti-spike RBD IgG is signifi-
cantly higher in mRNA vaccinees than in inactivated vaccinees 
[1080.8 (100 to 2500) ng/ml for mRNA vaccinees versus 30.2 (0 to 
120) ng/ml for inactivated vaccinees; P < 0.001] (Fig. 5D) and very 
similar to the results of ELISA. The microfluidic test results were 
compared to the ELISA test results on a one-to-one basis to validate 
the accuracy (Fig. 5E). Notably, better agreement is observed 
when concentration is low, because the response becomes non-
linear when concentrations go high in both calibration curves (figs. S7 
and S8). Thus, a slight variance in measured signals (PMP accumulation 
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length or OD450 value) causes considerable fluctuation of calculated 
antibody concentration. Therefore, the results from samples with 
low concentration are more comparable than those with high concen-
trations. Overall, a good correlation was observed on the basis of 
Lin’s concordance correlation coefficient (   ̂     c    = 0.935) (see the Sup-
plementary Materials for details) (55), suggesting that the micro-
fluidic chip test is a reliable device for quantification of anti-spike 
RBD IgG antibodies comparable to the conventional gold stan-
dard ELISA.

Ninety-one volunteers were also tested by LFIA for comparison. 
For mRNA and inactivated vaccines, the sensitivity is 6.52 and 
46.67%, respectively (fig. S9 and table S1), suggesting low sensi-
tivity of conventional LFIA. Moreover, unlike LFIA, which would 
give ambiguous results as shown by traditional color bands, our 
microfluidic particle dam can provide rapid quantification by the 
growth of a visual bar composed of PMP accumulation. Similar in 
principle to a mercury thermometer, this device is clear cut, accurate, 
and convenient to end users without the need for specific readers.

Comparison of age, gender, days after vaccination, 
and decay in antibody level
With the success of antibody detection, we next explored whether 
the age and gender would affect antibody levels in different groups 
of vaccinees. For mRNA vaccine, the anti-spike RBD IgG level is 
significantly higher in volunteers at the age of 18 to 22 compared to 
the others (23 to 60; P  <  0.001) and independent to the gender 

(P = 0.835) (Fig. 6, A and B, and fig. S10, A and B). For inactivat-
ed vaccines, the anti-spike RBD IgG level is generally low regardless 
of the age or gender. In addition, the decay of anti-spike RBD IgG 
level with time was also evaluated. Generally, the anti- spike RBD 
IgG level decreases with time after the second dose for both vaccine 
types, as seen by the negative slope of linear regressions (Fig. 6C and 
fig. S10C).

To further elucidate the decay in antibody level, a second 
measurement of antibody level of 20 volunteers (10 mRNA vaccinees 
and 10 inactivated vaccinees) was repeated on the 45th day after the 
first measurement (Fig. 6D and fig. S10D). The anti-spike RBD IgG 
level in each mRNA vaccinee decays significantly on the 45th day 
(P = 0. 0179). For inactivated vaccinees, the already low anti-spike 
RBD IgG level at first measurement further decreased on the 45th 
day (P =  0.007). Together, these results demonstrate a decay in 
anti-spike RBD IgG levels among vaccinees, suggesting the need 
to evaluate antibody levels as surrogates of immune protection.

DISCUSSION
Increasing evidence suggests SARS-CoV-2 antibody level as a 
correlate to immune protection, which is useful when choosing 
vaccine types and monitoring its decay over time. Antibody-based 
“immunity passports,” instead of vaccination records alone, might 
offer a better additional means of evaluation before resuming work, 
flight travel, or border entry control (56). In this work, we present 

Fig. 5. Level of anti-spike RBD IgG in vaccinees of mRNA and inactivated vaccine. (A) OD450 values of 91 volunteers (46 for the mRNA vaccine and 45 for the inactivated 
vaccine) were tested by an anti-spike RBD IgG ELISA kit. (B) Calculated anti-spike RBD IgG levels based on ELISA showing the mean (range) as 1124.8 (100 to 3200) ng/ml 
for the mRNA vaccine and 32.5 (0 to 100 ng/ml) for the inactivated vaccine. (C) PMP accumulation length by microfluidic chips for 46 mRNA vaccinees using rapid mode 
(left) and 45 inactivated vaccinees using sensitive mode (right) (mean ± SD, n = 3). (D) Calculated anti-spike RBD IgG levels based on microfluidic chip test [1080.8 (100 to 
2500) ng/ml for mRNA vaccine and 30.2 (0 to 120) ng/ml for inactivated vaccine]. (E) Comparison of anti-spike RBD IgG levels measured by an anti-spike RBD IgG ELISA kit 
(x axis) and microfluidic chips (y axis). The accuracy was determined on the basis of Lin’s concordance correlation coefficient    ̂     c    = 0.935, validating good agreement 
between our microfluidic chip and the gold standard ELISA.
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a decentralized, instrument-free microfluidic device for direct visual-
ization of SARS-CoV-2 antibody levels in the COVID-19 vaccinees. 
The LOD and dynamic range can be tuned by adjusting the incuba-
tion time to suit different scenarios, i.e., for higher sensitivity (LOD: 
13.3 ng/ml; sample-to-answer time: 70 min; dynamic range: 5 to 
1000 ng/ml) or rapid tests (LOD: 57.8 ng/ml; sample-to-answer 
time: 20 min; dynamic range: 50 to 3000 ng/ml). By testing undiluted 
plasma samples from vaccinees, the mean (range) of anti-spike 
RBD IgG level is 1080.8 (100 to 2500) ng/ml for mRNA vaccinees 
and 30.2 (0 to 120) ng/ml for inactivated vaccinees, and both levels 
decay significantly in 45 days. Compared to conventional lateral 
flow strips, our microfluidic device is equally simple to use, instru-
ment-free, and low cost but with greatly improved sensitivity and 
clear-cut, quantitative results by PMP accumulation. Similar to an 
ordinary mercury thermometer, the result is readable and un-
ambiguous. Thus, our device is particularly suitable for the general 
public to routinely check immune protection at local clinics, testing 
booths at border entry control, or other public sectors, providing a 
solution for accelerating economic recovery without adding to the 
medical burden on health care systems.

MATERIALS AND METHODS
Reagents
2-(N-morpholino)ethanesulfonic acid (MES) was purchased from 
J&K Scientific. 1-Ethyl-3-(3-dimethylaminopropyl) carbodiimide 
hydrochloride (EDC), N-hydroxysuccinimide (NHS), powder of 
Dulbecco’s phosphate-buffered saline (PBS), 50% hydroxylamine, goat 
anti-human IgG antibody–Alexa Fluor 647 (catalog no. A21445), and 
normal human serum (catalog no. 31876) were obtained from Thermo 
Fisher Scientific. Single-donor human whole blood was purchased 
from Innovative Research. Bovine serum albumin (BSA) was acquired 
from Sigma-Aldrich, USA. The 50% Tween 20 solution was from Life 
Technologies, USA. Carboxyl MMPs (catalog no. MFY0002, 0.797 m 

in diameter, 1.725  ×  1011 microspheres/ml) and carboxyl PMPs 
(catalog no. PC04001, 0.955 m in diameter, 2.07 × 1010 microspheres/
ml and catalog no. PC07002, 15.3 m in diameter, 5.146 × 107 
microspheres/ml) were purchased from Bangs Laboratories Inc., 
USA. Trimerized SARS-CoV-2 spike protein (catalog no. SPN-
C82E3), SARS-CoV-2 spike protein RBD (mFc Tag) (catalog no. 
ABIN6961175), and anti–SARS-CoV-2 spike S1 (RBD) antibody 
(catalog no. ABIN6952639) were purchased from antibodies-online. 
Anti–SARS-CoV-2 spike S1 (RBD) antibody was used as the model 
target representing both anti-spike IgG and anti-spike RBD IgG 
depending on the detection settings of MMPs and PMPs. The 
SARS-CoV-2 IgG ELISA Kit (catalog no. ab275300) and the Novel 
Coronavirus IgG Antibody Detection Kit (catalog no. ab272243) 
were from Abcam. COVID-19 Rapid Test Kit IgG+IgM (catalog no. 
A122152) was purchased from Wuhan UNscience Biotechnology 
Co. Ltd. The disposable sterile blood collection needle was from 
Icare Medical Supply Inc., and the glass capillary with 75-l capacity 
was from Hirschmann.

Microparticle activation
The carboxylated MMPs and PMPs were activated by EDC and 
NHS. Twenty microliters of microparticle stock solution was washed 
two times with 200 l of activation buffer (0.1 M MES in deionized 
water, pH 5.0). One hundred microliters of EDC (50 mg/ml) and 
100 l of NHS (50 mg/ml) freshly prepared in activation buffer were 
added to microparticle suspension to react 15 min at room tem-
perature with continuous mixing. Then, the microparticles were 
washed three times by coupling buffer (0.2% Tween 20 in 0.01 M 
PBS, pH 8.5) and resuspended in 20 l of coupling buffer.

Flow cytometry
Flow cytometry was used to optimize the amount of anti-human IgG 
antibody on MMPs and trimerized SARS-CoV-2 spike protein on PMPs. 
For MMPs, 3.5 l of activated MMPs (1.725 × 1011 microspheres/ml) 

Fig. 6. Level of anti-spike RBD IgG based on age, gender, and time by microfluidic chip. (A to C) Level of plasma anti-spike RBD IgG based on age (A), gender (B), and 
days from the second dose of vaccine (C). The dashed line in (C) is the linear regression. (D) Anti-spike RBD IgG level of 20 vaccinees of the first measurement and on the 
45th days after the first measurement.
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and 2 l of anti-human IgG antibody with different concentrations 
(fig. S1) were gently mixed at 4°C in coupling buffer overnight. 
The next day, they were washed three times by reaction buffer (1% 
Tween 20 in 0.01 M PBS, pH 8.5) and the volume was adjusted to 
500 l for flow cytometry test. For PMPs, 3.4 l of activated PMPs 
(0.955 m in diameter, 2.07 × 1010 microspheres/ml) and 2 l of 
trimerized SARS-CoV-2 spike protein with different concentrations 
(fig. S1) were gently mixed in coupling buffer at 4°C overnight. The 
next day, they were washed and resuspended in 200 l of blocking 
buffer (40 mM hydroxylamine, 1% BSA, and 1% Tween 20  in 
0.01 M PBS buffer) for 30 min before washing three times with 
reaction buffer. Subsequently, 2 l (2 g/ml) of anti-spike RBD IgG 
spiked in reaction buffer was gently mixed for 1 hour at room 
temperature and washed three times to remove extra antibodies. 
Then, 2 l (2 mg/ml) of anti-human IgG antibody was added and 
mixed for 1 hour at room temperature and washed three times with 
reaction buffer. Last, the PMPs with surface conjugates were washed 
three times and the volume was adjusted to 500 l with reaction 
buffer for the flow cytometry test. Emission was collected by the 
allophycocyanin (APC) fluorescence channel, and 10,000 particles 
were analyzed for each sample. The average value was calculated 
to represent the fluorescence intensity.

Magnetophoresis assay
For the magnetophoresis assay, the diameters of MMPs and PMPs 
are 0.797 and 0.955 m, respectively. MMPs were first diluted 5× 
from stock (3.45 × 1010 microspheres/ml), while PMPs were diluted 
10× from stock (2.07 × 109 microspheres/ml). After activation 
described above, 3.5 l of MMPs (3.45 × 1010 microspheres/ml) was 
mixed with 2 l of anti-human IgG antibody, while 3.5 l of PMPs 
(2.07 × 109 microspheres/ml) was mixed with 2 l of trimerized 
SARS-CoV-2 spike protein. The concentration of immobilized 
protein is based on the optimized results from flow cytometry (fig. S1). 
After incubation at 4°C overnight with constant mixing, the modi-
fied microparticles were washed and blocked in 200 l of blocking 
buffer (40 mM hydroxylamine, 1% BSA, and 1% Tween 20  in 
0.01  M PBS buffer) for 30  min with shaking. Subsequently, they 
were washed three times and resuspended in 3.5 l of reaction 
buffer. Then, 3.5 l of MMPs and 3.5 l of PMPs were mixed with 
2 l of anti-spike IgG and 11 l of reaction buffer followed by shaking 
for 1 hour for the connection between MMPs and PMPs. After that, 
the solution was placed onto a magnet rack for 2 min and observed 
by the naked eye or measured by optical absorbance using an 
UV-Vis spectrometer (BioDrop LITE, UK).

Design and fabrication of microfluidic chip
The device uses PDMS or glass slide as the bottom layer and NOA 
63 as the top layer. To facilitate solution wicking on the glass slide, 
the outer region of the inlet was made hydrophobic by coating with 
trichloro (1H,1H,2H,2H-perfluorooctyl) silane (97%) (J&K Scientific 
Ltd.) diluted in toluene (10  weight percent) through gas-phase 
deposition inside a vacuum chamber for 40 min. Next, the slide was 
treated with plasma (Harrick Plasma; 800 mtorr, 2 min), with a 
tape covering the outer region of the sample loading inlet to protect 
the silane-treated glass surface. On the other hand, the PDMS layer 
embedded with a loading chamber of 2 mm in height was molded 
on the basis of a 3D-printed master (fig. S4). Briefly, the chamber 
was predesigned using AutoCAD software and exported as the STL 
file for 3D printing (Anycubic Photon Mono SE). The printed mold 

was first cleaned with 95% ethanol with sonication for 3 min as the 
user guide recommended. After that, the mold was treated with 
UV post-curing for 10 min and heated at 120°C for 2 hours to avoid 
PDMS curing inhibition issue (step 1  in fig. S4) (57). Next, the 
PDMS precursor (elastomer base: curing agent  =  10:1; Sylgard 
TM184, Dow Corning, USA) was poured onto the 3D-printed mold, 
cured at 80°C for 2 hours (step 2 in fig. S4), peeled off, cut, and 
immersed in a hydroxy-terminated PDMS bath (viscosity: 25 cSt; 
Sigma-Aldrich, 481939) at 55°C overnight before drying it using an 
air gun (step 3 in fig. S4) (52). The NOA 63 bottom layer fabrication 
was based on traditional soft lithography, as previously mentioned 
(44). SU8 2015 photoresist (Gersteltec Sarl, Switzerland) was first 
spin-coated onto the silicon wafer (Suzhou Crystal Silicon Electronic 
& Technology Co. Ltd.) at 1200  rpm so that SU8 master with a 
depth of 25 ± 0.3 m was obtained. After UV exposure and develop-
ment, PDMS precursor was poured onto the SU8 master mold, cured 
at 80°C for 2 hours, and peeled off. Next, the patterned surface of the 
PDMS was treated with plasma (Harrick Plasma, 400 mtorr, 2 min) 
before being coated with trichloro (1H,1H,2H,2H-perfluorooctyl) 
silane (97%) (J&K Scientific Ltd.) by gas-phase deposition at room 
temperature for overnight, followed by a secondary PDMS casting 
on top of it. After curing and demolding, the secondary PDMS was 
used as the master (step 4 in fig. S4) where NOA 63 was smeared 
onto the patterned surface of the secondary PDMS and covered by 
a commercially available polypropylene film with 100 m thick-
ness (KOKUYO, Japan) before UV curing for 50 s (step 5 in 
fig. S4). After curing and peeling off (step 6 in fig. S4), NOA 63 
with microchannel pattern was cut and bonded with the glass 
slide or the PDMS layer after plasma treatment (800 mtorr, 2 min) 
(step 7 in fig. S4). Then, a neodymium magnet in the size of 2.6 mm by 
1.8 mm by 1.5 mm was glued at a 1-mm distance next to the 
magnetic separator.

Detection in microfluidic chip
For the microfluidic particle system, the diameters of MMPs and 
PMPs are 0.797 and 15.3 m, respectively. Before activation, the 
microparticle solution was diluted to the optimized concentration 
(fig. S3, A and C). Five microliters of diluted MMPs was mixed with 
anti-human IgG antibodies or anti-spike RBD IgG, while 5 l of 
diluted PMPs was mixed with trimerized SARS-CoV-2 spike pro-
tein or anti-human IgG antibodies. The concentration of immobi-
lized protein is based on the optimized results (figs. S3, B and D, 
and S5). After incubation at 4°C overnight with constant mixing, 
the modified microparticles were washed and blocked in 200 l of 
blocking buffer for 30 min. For detection in buffered solution, the 
blocking buffer is 40 mM hydroxylamine, 1% BSA, and 1% Tween 
20 in 0.01 M PBS buffer; for detection in undiluted serum/plasma, 
the blocking buffer was changed to 10% casein in PBS buffer. After 
blocking, the modified PMPs and MMPs were washed three times 
and resuspended in 5 l of reaction buffer. After that, 5 l of PMPs, 
5 l of MMPs, and 5 l of anti-spike IgG or anti-spike RBD IgG 
spiked in the reaction buffer with different concentrations (total 
volume 15 l) were gently mixed for 1 hour at room temperature. 
Last, 3 l of particle solution from the 15 l of total volume was 
loaded into the microfluidic chips. On the other hand, for detection 
in human serum/plasma or whole blood, 5 l of MMPs was mixed 
with 5 l of serum/plasma/blood samples and gently shaken for 
30 or 5 min. After that, MMPs were washed three times with reac-
tion buffer before bringing the volume to 10 l, followed by adding 
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5 l of PMPs and gentle shaking for 30 or 5 min. Last, 3 l of particle 
solution from the 15 l of total volume was loaded into microfluidic 
chips to test the PMP accumulation length.

Enzyme-linked immunosorbent assay
The standard sample was created by serial dilutions of anti-spike 
RBD IgG in human serum. For ELISA test, standard sample and 
blank control in human serum, as well as volunteer plasma samples, 
were diluted 100 times by dilution solution before use. Next, 100 l 
of diluted samples was added to the appropriate wells, followed by 
carefully covering the wells with a new sealing tape and incubating 
for 30 min at room temperature. Then, the adhesive plate cover was 
carefully removed, and the wells were washed five times with 250 l 
of TNT (tris, NaCl, and Tween 20) wash buffer, followed by adding 
100 l of detection antibody to each well. After gently tapping the 
plate several times for mixing, a new adhesive plate cover was attached 
for incubation for 30 min at room temperature. After that, the adhesive 
plate cover was removed, and the wells were washed five times with 
TNT wash buffer. As follows, 100 l of trimethylboron substrate solu-
tion was added into each well and incubated at room temperature 
in the dark for 15 min before adding 100 l of stop solution to each 
well, tapping the plate gently to mix. The color of the solution in the 
wells immediately changed from blue to yellow. Using a microplate 
reader (SpectraMax M5e Multi-Mode Microplate Reader, Molecular 
Devices), OD450 was measured on the basis of the optical absorbance 
at 450 nm subtracted by the optical absorbance of 570 nm as the 
background noise within 30 min after the reaction stopped.

Tests of volunteer specimens
Ninety-one volunteers vaccinated with COVID-19 vaccines in 
Hong Kong were recruited. Informed consent from each volunteer 
was obtained. The protocol was approved by the Human Subjects 
Ethics Subcommittee in City University of Hong Kong (reference 
no. 2-2021-41-F). Volunteers’ fingertips were disinfected with 
alcohol swabs. After alcohol evaporation, a disposable sterile blood 
collection needle was used to puncture the fingertips to collect the 
finger-prick blood using a glass capillary coated with an anti-
coagulant. The capillary drew 75 l of blood. Last, volunteers’ fingers 
were wiped with a cotton swab moistened with alcohol and wrapped 
with an adhesive bandage. Blood collected by capillary blood collec-
tion device was transferred into a 0.5-ml anticoagulation tube. 
Then, 20 l of whole blood was loaded into a lateral flow assay 
(COVID-19 Rapid Test Kit IgG+IgM from Wuhan UNscience 
Biotechnology Co. Ltd.) followed by three drops of buffer immediately. 
After 15 min, the band can be read and imaged. The remaining 
whole blood was centrifuged at 4°C, 10,500  rpm for 10 min to 
remove blood cells and isolate the plasma. The plasma was tested 
by ELISA and microfluidic chips as mentioned above.

Statistical analysis
Descriptive statistics were used. Because of the skewed distribution 
of anti-spike RBD IgG levels, the Mann-Whitney U test was used 
to compare two groups using IBM SPSS Statistics version 28.0. For 
other data, the Student’s t test was used to compare two groups 
using the T.TEST function in Microsoft Excel. The paired t test was 
used to compare the first and second measurements (45th day after 
the first measurement) of the same subject, and an unpaired t test 
was used for other comparisons. A P value of <0.05 was considered 
statistically significant.

SUPPLEMENTARY MATERIALS
Supplementary material for this article is available at https://science.org/doi/10.1126/
sciadv.abn6064

View/request a protocol for this paper from Bio-protocol.

REFERENCES AND NOTES
 1. F. Wu, S. Zhao, B. Yu, Y.-M. Chen, W. Wang, Z.-G. Song, Y. Hu, Z.-W. Tao, J.-H. Tian, Y.-Y. Pei, 

M.-L. Yuan, Y.-L. Zhang, F.-H. Dai, Y. Liu, Q.-M. Wang, J.-J. Zheng, L. Xu, E.-C. Holmes, 
Y.-Z. Zhang, A new coronavirus associated with human respiratory disease in China. 
Nature 579, 265–269 (2020).

 2. N. Shrestha, M. Y. Shad, O. Ulvi, M. H. Khan, A. Karamehic-Muratovic, U. D. T. Nguyen, 
M. Baghbanzadeh, R. Wardrup, N. Aghamohammadi, D. Cervantes, K. M. Nahiduzzaman, 
R. A. Zaki, U. Haque, The impact of COVID-19 on globalization. One Health 11, 100180 (2020).

 3. M. R. Keogh-Brown, R. D. Smith, The economic impact of SARS: How does the reality 
match the predictions? Health Policy 88, 110–120 (2008).

 4. P. Ozili, T. Arun, Spillover of COVID-19: Impact on the global economy. SSRN Electron. J. 
(2020).

 5. Coronavirus (COVID-19) Vaccinations. Our world in data;https://ourworldindata.org/
covid-vaccinations.

 6. J. Wei, N. Stoesser, P. C. Matthews, D. Ayoubkhani, R. Studley, I. Bell, J. I. Bell, J. N. Newton, 
J. Farrar, I. Diamond, E. Rourke, A. Howarth, B. D. Marsden, S. Hoosdally, E. Y. Jones, 
D. I. Stuart, D. W. Crook, T. E. A. Peto, K. B. Pouwels, D. W. Eyre, A. S. Walker; the COVID-19 
Infection Survey Team, Antibody responses to SARS-CoV-2 vaccines in 45,965 adults 
from the general population of the United Kingdom. Nat. Microbiol. 6, 1140–1149 (2021).

 7. K. K.-W. To, O. T.-Y. Tsang, W.-S. Leung, A. R. Tam, T.-C. Wu, D. C. Lung, C. C.-Y. Yip, J.-P. Cai, 
J. M.-C. Chan, T. S.-H. Chik, D. P.-L. Lau, C. Y.-C. Choi, L.-L. Chen, W.-M. Chan, K.-H. Chan, 
J. D. Ip, A. C.-K. Ng, R. W.-S. Poon, C.-T. Luo, V. C.-C. Cheng, J. F.-W. Chan, I. F.-N. Hung, 
Z. Chen, H. Chen, K.-Y. Yuen, Temporal profiles of viral load in posterior oropharyngeal 
saliva samples and serum antibody responses during infection by SARS-CoV-2: 
An observational cohort study. Lancet Infect. Dis. 20, 565–574 (2020).

 8. D. S. Khoury, D. Cromer, A. Reynaldi, T. E. Schlub, A. K. Wheatley, J. A. Juno, K. Subbarao, 
S. J. Kent, J. A. Triccas, M. P. Davenport, Neutralizing antibody levels are highly predictive 
of immune protection from symptomatic SARS-CoV-2 infection. Nat. Med. 27, 1205–1211 
(2021).

 9. T. Koch, S. C. Mellinghoff, P. Shamsrizi, M. M. Addo, C. Dahlke, Correlates of vaccine-
induced protection against SARS-CoV-2. Vaccines 9, 238 (2021).

 10. K. A. Earle, D. M. Ambrosino, A. Fiore-Gartland, D. Goldblatt, P. B. Gilbert, G. R. Siber, 
P. Dull, S. A. Plotkin, Evidence for antibody as a protective correlate for COVID-19 
vaccines. Vaccine 39, 4423–4428 (2021).

 11. W. W. Lim, L. Mak, G. M. Leung, B. J. Cowling, M. Peiris, Comparative immunogenicity 
of mRNA and inactivated vaccines against COVID-19. Lancet Microbe 2, e423 (2021).

 12. F. J. Ibarrondo, J. A. Fulcher, D. Goodman-Meza, J. Elliott, C. Hofmann, M. A. Hausner, 
K. G. Ferbas, N. H. Tobin, G. M. Aldrovandi, O. O. Yang, Rapid decay of anti-SARS-CoV-2 
antibodies in persons with mild COVID-19. N. Engl. J. Med. 383, 1085–1087 (2020).

 13. J. Zhao, Q. Yuan, H. Wang, W. Liu, X. Liao, Y. Su, X. Wang, J. Yuan, T. Li, J. Li, S. Qian, 
C. Hong, F. Wang, Y. Liu, Z. Wang, Q. He, Z. Li, B. He, T. Zhang, Y. Fu, S. Ge, L. Liu, J. Zhang, 
N. Xia, Z. Zhang, Antibody responses to SARS-CoV-2 in patients with novel coronavirus 
disease 2019. Clin. Infect. Dis. 71, 2027–2034 (2020).

 14. L. Guo, L. Ren, S. Yang, M. Xiao, D. Chang, F. Yang, C. S. Dela Cruz, Y. Wang, C. Wu, Y. Xiao, 
L. Zhang, L. Han, S. Dang, Y. Xu, Q. W. Yang, S.-Y. Xu, H.-D. Zhu, Y.-C. Xu, Q. Jin, L. Sharma, 
L. Wang, J. Wang, Profiling early humoral response to diagnose novel coronavirus disease 
(COVID-19). Clin. Infect. Dis. 71, 778–785 (2020).

 15. J. Qu, C. Wu, X. Li, G. Zhang, Z. Jiang, X. Li, Q. Zhu, L. Liu, Profile of immunoglobulin G 
and IgM antibodies against severe acute respiratory syndrome coronavirus 2 
(SARS-CoV-2). Clin. Infect. Dis. 71, 2255–2258 (2020).

 16. Q.-X. Long, B.-Z. Liu, H.-J. Deng, G.-C. Wu, K. Deng, Y.-K. Chen, P. Liao, J.-F. Qiu, Y. Lin, 
X.-F. Cai, D.-Q. Wang, Y. Hu, J.-H. Ren, N. Tang, Y.-Y. Xu, L.-H. Yu, Z. Mo, F. Gong, 
X.-L. Zhang, W.-G. Tian, L. Hu, X.-X. Zhang, J.-L. Xiang, H.-X. Du, H.-W. Liu, C.-H. Lang, 
X.-H. Luo, S.-B. Wu, X.-P. Cui, Z. Zhou, M.-M. Zhu, J. Wang, C.-J. Xue, X.-F. Li, L. Wang, 
Z.-J. Li, K. Wang, C.-C. Niu, Q.-J. Yang, X.-J. Tang, Y. Zhang, X.-M. Liu, J. J. Li, D.-C. Zhang, 
F. Zhang, P. Liu, J. Yuan, Q. Li, J.-L. Hu, J. Chen, A.-L. Huang, Antibody responses 
to SARS-CoV-2 in patients with COVID-19. Nat. Med. 26, 845–848 (2020).

 17. R. A, H. Wang, W. Wang, W. Tan, Summary of the detection kits for SARS-CoV-2 approved 
by the National Medical Products Administration of China and their application 
for diagnosis of COVID-19. Virol. Sin. 35, 699–712 (2020).

 18. Z. Li, Y. Yi, X. Luo, N. Xiong, Y. Liu, S. Li, R. Sun, Y. Wang, B. Hu, W. Chen, Y. Zhang, J. Wang, 
B. Huang, Y. Lin, J. Yang, W. Cai, X. Wang, J. Cheng, Z. Chen, K. Sun, W. Pan, Z. Zhan, 
L. Chen, F. Ye, Development and clinical application of a rapid IgM-IgG combined 
antibody test for SARS-CoV-2 infection diagnosis. J. Med. Virol. 92, 1518–1524 (2020).

 19. I. Montesinos, D. Gruson, B. Kabamba, H. Dahma, S. Van den Wijngaert, S. Reza, 
V. Carbone, O. Vandenberg, B. Gulbis, F. Wolff, H. Rodriguez-Villalobos, Evaluation of two 

D
ow

nloaded from
 https://w

w
w

.science.org at C
ity U

niversity of H
ong K

ong on July 26, 2022

https://science.org/doi/10.1126/sciadv.abn6064
https://science.org/doi/10.1126/sciadv.abn6064
https://en.bio-protocol.org/cjrap.aspx?eid=10.1126/sciadv.abn6064
https://ourworldindata.org/covid-vaccinations
https://ourworldindata.org/covid-vaccinations


Wu et al., Sci. Adv. 8, eabn6064 (2022)     3 June 2022

S C I E N C E  A D V A N C E S  |  R E S E A R C H  A R T I C L E

11 of 11

automated and three rapid lateral flow immunoassays for the detection of anti-SARS-CoV-2 
antibodies. J. Clin. Virol. 128, 104413 (2020).

 20. J.-L. Wu, W.-P. Tseng, C.-H. Lin, T.-F. Lee, M.-Y. Chung, C.-H. Huang, S.-Y. Chen, P.-R. Hsueh, 
S.-C. Chen, Four point-of-care lateral flow immunoassays for diagnosis of COVID-19 and for 
assessing dynamics of antibody responses to SARS-CoV-2. J. Infect. 81, 435–442 (2020).

 21. S. Cavalera, B. Colitti, S. Rosati, G. Ferrara, L. Bertolotti, C. Nogarol, C. Guiotto, C. Cagnazzo, 
M. Denina, F. Fagioli, F. Di Nardo, M. Chiarello, C. Baggiani, L. Anfossi, A multi-target 
lateral flow immunoassay enabling the specific and sensitive detection of total 
antibodies to SARS COV-2. Talanta 223, 121737 (2021).

 22. A. Valdivia, I. Torres, V. Latorre, C. Frances-Gomez, J. Ferrer, L. Forque, R. Costa, 
C. S. de la Asuncion, D. Huntley, R. Gozalbo-Rovira, J. Buesa, E. Gimenez, J. Rodriguez-Diaz, 
R. Geller, D. Navarro, Suitability of two rapid lateral flow immunochromatographic assays 
for predicting SARS-CoV-2 neutralizing activity of sera. J. Med. Virol. 93, 2301–2306 
(2020).

 23. R. Lassaunière, A. Frische, Z. B. Harboe, A. C. Y. Nielsen, A. Fomsgaard, K. A. Krogfelt, 
C. S. Jørgensen, Evaluation of nine commercial SARS-CoV-2 immunoassays. medRxiv 
2020.2004.2009.20056325 (2020).

 24. A. M. Hashem, R. Y. Alhabbab, A. Algaissi, M. A. Alfaleh, S. Hala, T. S. Abujamel, 
M.-Z. ElAssouli, A. A. Al-Somali, F. S. Alofi, A. A. Khogeer, A. A. Alkayyal, A. B. Mahmoud, 
N. A. M. Almontashiri, A. Pain, Performance of commercially available rapid serological 
assays for the detection of SARS-CoV-2 antibodies. Pathogens 9, 1067 (2020).

 25. J. J. Deeks, A. E. Raffle, Lateral flow tests cannot rule out SARS-CoV-2 infection. BMJ 371, 
m4787 (2020).

 26. P. Escribano, A. Alvarez-Uria, R. Alonso, P. Catalan, L. Alcala, P. Munoz, J. Guinea, 
Detection of SARS-CoV-2 antibodies is insufficient for the diagnosis of active or cured 
COVID-19. Sci. Rep. 10, 19893 (2020).

 27. P. I. Kontou, G. G. Braliou, N. L. Dimou, G. Nikolopoulos, P. G. Bagos, Antibody tests 
in detecting SARS-CoV-2 infection: A meta-analysis. Diagnostics 10, 319 (2020).

 28. H. Hartanto, M. Wu, M. L. Lam, T.-H. Chen, Microfluidic immunoassay for detection 
of serological antibodies: A potential tool for rapid evaluation of immunity against 
SARS-CoV-2. Biomicrofluidics 14, 061507 (2020).

 29. E. González-González, R. Garcia-Ramirez, G. G. Díaz-Armas, M. Esparza, C. Aguilar-Avelar, 
E. A. Flores-Contreras, I. P. Rodríguez-Sánchez, J. R. Delgado-Balderas, B. Soto-García, 
D. Aráiz-Hernández, M. Abarca-Blanco, J. R. Yee-de León, L. P. Velarde-Calvillo, 
A. Abarca-Blanco, J. F. Yee-de León, Automated ELISA on-chip for the detection 
of anti-SARS-CoV-2 antibodies. Sensors 21, 6785 (2021).

 30. C. Wang, Z. Wu, B. Liu, P. Zhang, J. Lu, J. Li, P. Zou, T. Li, Y. Fu, R. Chen, L. Zhang, Q. Fu, C. Li, 
Track-etched membrane microplate and smartphone immunosensing for SARS-CoV-2 
neutralizing antibody. Biosens. Bioelectron. 192, 113550 (2021).

 31. S. Kasetsirikul, M. Umer, N. Soda, K. R. Sreejith, M. J. A. Shiddiky, N. T. Nguyen, Detection 
of the SARS-CoV-2 humanized antibody with paper-based ELISA. Analyst 145, 7680–7686 
(2020).

 32. A. Yakoh, U. Pimpitak, S. Rengpipat, N. Hirankarn, O. Chailapakul, S. Chaiyo, Paper-based 
electrochemical biosensor for diagnosing COVID-19: Detection of SARS-CoV-2 antibodies 
and antigen. Biosens. Bioelectron. 176, 112912 (2021).

 33. M. Z. Rashed, J. A. Kopechek, M. C. Priddy, K. T. Hamorsky, K. E. Palmer, N. Mittal, J. Valdez, 
J. Flynn, S. J. Williams, Rapid detection of SARS-CoV-2 antibodies using electrochemical 
impedance-based detector. Biosens. Bioelectron. 171, 112709 (2021).

 34. R. Funari, K.-Y. Chu, A. Q. Shen, Detection of antibodies against SARS-CoV-2 spike 
protein by gold nanospikes in an opto-microfluidic chip. Biosens. Bioelectron. 169, 
112578 (2020).

 35. Y. Zhou, Y. Chen, W. Liu, H. Fang, X. Li, L. Hou, Y. Liu, W. Lai, X. Huang, Y. Xiong, 
Development of a rapid and sensitive quantum dot nanobead-based double-antigen 
sandwich lateral flow immunoassay and its clinical performance for the detection 
of SARS-CoV-2 total antibodies. Sens. Actuators B Chem. 343, 130139 (2021).

 36. K. Nishiyama, K. Takahashi, M. Fukuyama, M. Kasuya, A. Imai, T. Usukura, N. Maishi, 
M. Maeki, A. Ishida, H. Tani, K. Hida, K. Shigemura, A. Hibara, M. Tokeshi, Facile and rapid 
detection of SARS-CoV-2 antibody based on a noncompetitive fluorescence polarization 
immunoassay in human serum samples. Biosens. Bioelectron. 190, 113414 (2021).

 37. Q. Lin, D. Wen, J. Wu, L. Liu, W. Wu, X. Fang, J. Kong, Microfluidic immunoassays 
for sensitive and simultaneous detection of IgG/IgM/antigen of SARS-CoV-2 within 
15 min. Anal. Chem. 92, 9454–9458 (2020).

 38. Q. Lin, J. Wu, L. Liu, W. Wu, X. Fang, J. Kong, Sandwich/competitive immuno-sensors on 
micro-interface for SARS-CoV-2 neutralizing antibodies. Anal. Chim. Acta 1187, 339144 (2021).

 39. B. N. Bell, A. E. Powell, C. Rodriguez, J. R. Cochran, P. S. Kim, Neutralizing antibodies 
targeting the SARS-CoV-2 receptor binding domain isolated from a naïve human 
antibody library. Protein Sci. 30, 716–727 (2021).

 40. L. Jia, Y.-P. Liu, L.-F. Tian, C. Xiong, X. Xu, H. Qu, W. Xiong, D. Zhou, F. Wang, Z. Liu, 
X.-X. Yan, W. Xu, L. Tang, Potent neutralizing RBD-specific antibody cocktail against 
SARS-CoV-2 and its mutant. MedComm 2, 442–452 (2021).

 41. L. T. Chu, H. M. Leung, P. K. Lo, T.-H. Chen, Visual detection of lead ions based 
on nanoparticle-amplified magnetophoresis and Mie scattering. Sens. Actuators B Chem. 
306, 127564 (2020).

 42. R. Lu, X. Zhao, J. Li, P. Niu, B. Yang, H. Wu, W. Wang, H. Song, B. Huang, N. Zhu, Y. Bi, X. Ma, 
F. Zhan, L. Wang, T. Hu, H. Zhou, Z. Hu, W. Zhou, L. Zhao, J. Chen, Y. Meng, J. Wang, Y. Lin, 
J. Yuan, Z. Xie, J. Ma, W. J. Liu, D. Wang, W. Xu, E. C. Holmes, G. F. Gao, G. Wu, W. Chen, 
W. Shi, W. Tan, Genomic characterisation and epidemiology of 2019 novel coronavirus: 
Implications for virus origins and receptor binding. Lancet 395, 565–574 (2020).

 43. Z. Zhao, Y. Bao, L. T. Chu, J. K. L. Ho, C.-C. Chieng, T.-H. Chen, Microfluidic bead trap as a 
visual bar for quantitative detection of oligonucleotides. Lab Chip 17, 3240–3245 (2017).

 44. G. Wang, L. T. Chu, H. Hartanto, W. B. Utomo, R. A. Pravasta, T.-H. Chen, Microfluidic 
particle dam for visual and quantitative detection of lead ions. ACS Sens. 5, 19–23 (2020).

 45. M. Wu, G. Wang, L. T. Chu, H. Huang, T.-H. Chen, Cascade-amplified microfluidic particle 
accumulation enabling quantification of lead ions through visual inspection. Sens. Actuators 
B Chem. 324, 128727 (2020).

 46. C. A. Clayton, J. W. Hines, P. D. Elkins, Detection limits with specified assurance 
probabilities. Anal. Chem. 59, 2506–2514 (1987).

 47. T. Jiang, G. Wang, T.-H. Chen, Microfluidic particle accumulation for visual quantitation 
of copper ions. Microchim. Acta 188, 176 (2021).

 48. I. Lavagnini, F. Magno, A statistical overview on univariate calibration, inverse regression, 
and detection limits: Application to gas chromatography/mass spectrometry technique. 
Mass Spectrom. Rev. 26, 1–18 (2007).

 49. G. Wang, M. Wu, L. T. Chu, T.-H. Chen, Portable microfluidic device with thermometer-like 
display for real-time visual quantitation of Cadmium(II) contamination in drinking water. 
Anal. Chim. Acta 1160, 338444 (2021).

 50. M. D. Wilson, D. M. Rocke, B. Durbin, H. D. Kahn, Detection limits and goodness-of-fit 
measures for the two-component model of chemical analytical error. Anal. Chim. Acta 
509, 197–208 (2004).

 51. S. Wu, M. Wu, G. Wang, T.-H. Chen, Visual quantitation of silver contamination in fresh 
water via accumulative length of microparticles in capillary-driven microfluidic devices. 
Talanta 235, 122707 (2021).

 52. H. Li, E. Shkolyar, J. Wang, S. Conti, A. C. Pao, J. C. Liao, T. S. Wong, P. K. Wong, 
SLIPS-LAB—A bioinspired bioanalysis system for metabolic evaluation of urinary stone 
disease. Sci. Adv. 6, eaba8535 (2020).

 53. W. S. Mielczarek, E. A. Obaje, T. T. Bachmann, M. Kersaudy-Kerhoas, Microfluidic blood 
plasma separation for medical diagnostics: Is it worth it? Lab Chip 16, 3441–3448 (2016).

 54. M. S. Bhamla, B. Benson, C. Chai, G. Katsikis, A. Johri, M. Prakash, Hand-powered 
ultralow-cost paper centrifuge. Nat. Biomed. Eng. 1, 0009 (2017).

 55. L. I.-K. Lin, A concordance correlation coefficient to evaluate reproducibility. Biometrics 
45, 255–268 (1989).

 56. A. Petherick, Developing antibody tests for SARS-CoV-2. Lancet 395, 1101–1102 (2020).
 57. B. Venzac, S. L. Deng, Z. Mahmoud, A. Lenferink, A. Costa, F. Bray, C. Otto, C. Rolando, 

S. Le Gac, PDMS curing inhibition on 3D-printed molds: Why? Also, how to avoid it? Anal. 
Chem. 93, 7180–7187 (2021).

Acknowledgments: We thank Dr. T. M. R. Wong for suggestions and comments during 
conceptualization of this research. Funding: This study was supported by the Hong Kong 
Research Grant Council (11217820 and N_CityU119/19), Innovation and Technology 
Commission (ITS/098/20), The Science, Technology and Innovation Commission of 
Shenzhen Municipality (JCYJ20210324134006017), and City University of Hong Kong 
(9678242 and 6430620). Author contributions: T.-H.C. conceptualized the research. M.W. and 
S.W. planned and performed the experiments. G.W., W.L., L.T.C., and H.K.K. assisted tests of 
volunteer specimens. H.L.C. prepared the schematic illustration and the demonstration video. 
M.W. wrote the original draft. M.W., I.W.S.L., and T.-H.C. edited the manuscript. T.-H.C. 
supervised the study and obtained funding support with input from I.W.S.L. All authors 
discussed the results and contributed to the final manuscript. Competing interests: The 
authors declare that they have no competing interests. Data and materials availability: All 
data needed to evaluate the conclusions in the paper are present in the paper and/or the 
Supplementary Materials.

Submitted 9 December 2021
Accepted 15 April 2022
Published 3 June 2022
10.1126/sciadv.abn6064

D
ow

nloaded from
 https://w

w
w

.science.org at C
ity U

niversity of H
ong K

ong on July 26, 2022



Use of this article is subject to the Terms of service

Science Advances (ISSN ) is published by the American Association for the Advancement of Science. 1200 New York Avenue NW,
Washington, DC 20005. The title Science Advances is a registered trademark of AAAS.
Copyright © 2022 The Authors, some rights reserved; exclusive licensee American Association for the Advancement of Science. No claim
to original U.S. Government Works. Distributed under a Creative Commons Attribution License 4.0 (CC BY).

Microfluidic particle dam for direct visualization of SARS-CoV-2 antibody levels in
COVID-19 vaccinees
Minghui WuSiying WuGaobo WangWengang LiuLok Ting ChuTianyi JiangHoi Kwan KwongHiu Lam ChowIris Wai Sum
LiTing-Hsuan Chen

Sci. Adv., 8 (22), eabn6064. • DOI: 10.1126/sciadv.abn6064

View the article online
https://www.science.org/doi/10.1126/sciadv.abn6064
Permissions
https://www.science.org/help/reprints-and-permissions

D
ow

nloaded from
 https://w

w
w

.science.org at C
ity U

niversity of H
ong K

ong on July 26, 2022

https://www.science.org/about/terms-service

