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Abstract

Radiotherapy is a common cancer treatment module, where a certain amount of dose will

be delivered to the targeted organ. This is achieved usually by photons generated by linear

accelerator units. However, radiation scattering within the patient’s body and the surround-

ing environment will lead to dose dispersion to healthy tissues which are not targets of the

primary radiation. Determination of the dispersed dose would be important for assessing the

risk and biological consequences in different organs or tissues. In the present work, the con-

cept of conversion coefficient (F) of the dispersed dose was developed, in which

F = (Dd /Dt), where Dd was the dispersed dose in a non-targeted tissue and Dt is the

absorbed dose in the targeted tissue. To quantify Dd and Dt, a comprehensive model was

developed using the Monte Carlo N-Particle (MCNP) package to simulate the linear acceler-

ator head, the human phantom, the treatment couch and the radiotherapy treatment room.

The present work also demonstrated the feasibility and power of parallel computing through

the use of the Message Passing Interface (MPI) version of MCNP5.

Introduction

Linear accelerators which produce photon beams are the main tools for external radiation

therapy. The goal of radiation therapy is to deliver a sufficient radiation dose to the targeted

tumor volume while minimizing the dose received by non-targeted healthy tissues. However,

unintended radiation doses known as out-of-field doses are inevitable during the treatment,

which come from scattered radiations within the patient’s body, the walls, floor and ceiling of

the treatment room, and from the head of the accelerator in which the collimators are located

[1–3]. The out-of-field doses in non-targeted tissues can also be affected by their distances

from the treated volume.

Although unintended radiation doses are comparatively low and are neglected during most

treatment planning, these have health consequences such as induction of secondary cancers

[4–6]. Several international committees have advocated the need to address this issue [7–9].

Some previous studies already examined the radiation doses delivered far away from the
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treatment field in the patients [1, 10–12]. For example, Francois et al. [1] calculated organ

doses according to their locations relative to the primary photon beam. Measurements with

thermoluminescent dosimeters (TLDs) were made in an anthropomorphic water phantom to

determine the dose delivered outside the beam at 10 to 50 cm away from the field edge. The

authors parameterized the dose distributions for different beam energies as functions of dis-

tance from the edge, depth, field size and shape. Similarly, based on TLD measurements on the

patient’s eyelids, thyroid, breast and regions of the ovary or testes, Maarouf et al. [11] exam-

ined radiation exposures of organs at risk and assessed the corresponding late effects such as

secondary tumors and hereditary disorders after stereotactic radiosurgery using either a Linac

or a gamma knife.

In the present work, we introduced the concept of conversion coefficient (F) to characterize

the dose dispersion to a non-targeted tissue during a radiation therapy treatment, which was

defined by F = (Dd/Dt), where Dd was the dispersed dose in the non-targeted tissue and Dt was

the absorbed dose in the targeted tissue. The concept stemmed from our previous work on the

determination of the conversion coefficient between the dose absorbed in an irradiated cell

layer and the dose recorded by an external dosimeter [13]. For illustration purposes, five tar-

geted tissues, namely, testes, colon, liver, left lung and brain, were studied.

Most previous works focused on modeling the dose distributions with only the beam-line-

components, such as the target, primary collimator, jaws and flattening filter. The presence of

the patient, which was the most significant source of scattered radiation was neglected [14–

19]. On the other hand, some previous works focused on detailed simulation of the human

phantom with the isocenter of a Linac, but over-simplified details in the treatment room such

as the maze, primary and secondary shielding (e.g., refs. [20, 21]). Many of these results were

also obtained for single or non-generic irradiation scenarios, e.g. for a specific targeted organ,

which might not be readily applicable to the involved professionals. As such, the two major

objectives of the present study were (1) introduction of the concept of conversion coefficients

for determining dispersed doses to tissues outside the targeted volume, and (2) development

of a computer code which enabled realistic simulations of the radiotherapy treatment, with

consideration of an adult male human phantom adopted from the Oak Ridge National Labora-

tory (ORNL) [22], a Varian linear accelerator, the patient’s treatment couch and details of the

treatment room.

The Monte Carlo (MC) technique has been widely employed to simulate the primary radia-

tion treatment fields for various models of medical linear accelerators such as those from Var-

ian, Siemens and Elekta [23, 24]. In the current study, a detailed MC model was developed to

simulate the scenario where a linear accelerator (Varian Clinac 2300 C/D) was placed inside a

typical treatment room with primary shielding and secondary shielding, and with a maze and

an adjacent control room. A detailed male human phantom was employed to study the dose

distribution among tissues, including the skeleton, skin, brain, spine, esophagus, heart, left and

right lungs, within and outside the targeted volume.

MCNP5-MPI code

The Monte Carlo N-Particle (MCNP) package has been widely used to model the radiation

interaction with matter and its transport. Some of the well-known versions of this package are

MCNP-4B, MCNP-4C, MCNP5 and MCNP/X. The present input code was compatible with

all versions of MCNP. The current computations regarding the human phantom irradiation in

a realistic radiotherapy situation were carried out using the Message Passing Interface (MPI)

version of the MCNP5 program. The MPI version of the MC code enabled us to perform par-

allel computing on the multi-core Central Processing Units (CPUs) that enhanced the
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performance and the speed of the computations. Two techniques were used in the present

code to minimize the relative error of the MC calculations, namely, (1) to employ a larger

number of histories for each cases, and (2) to use variance reduction method by the use of

increased bremsstrahlung photon multiplier number (BNUM = 40) in PHYS:E card [25, 26].

These two methods would significantly lengthen the computation time for simulation of the

realistic radiotherapy scenario. Therefore, the feasibility of simulating the realistic treatment

conditions using the MPI version of MCNP5 code was demonstrated, which provided a solu-

tion to provide reliable results within the shortest time.

Modeled components

The linear accelerator (Linac) model used in the present work was the commercial model of

Clinac 2300 C/D from Varian Medical Systems. The developed input code consisted of a

detailed Clinac 2300 C/D head with all the major components such as the primary collimators,

scattering foils and the spacers. Moreover, the Linac was assumed to be operating with a volt-

age of 6 MV placed inside a treatment room. In addition, the patient (ORNL adult male phan-

tom) was placed on the treatment couch below the Linac system. The room setup and the

dimensions are shown schematically in Fig 1(a) and 1(b). The linear accelerator beam was

directed towards the patient’s body on the treatment couch.

Fig 2(a) shows the major components of the Linac head, namely, the primary collimator,

vacuum window, scattering foil, ceramic and alloy spacing and the upper X-jaws. In addition,

Fig 2(b) provides the three-dimensional view of the Linac head, which helps visualization of

the modeled components. The treatment room had dimensions 13.7 × 9 × 4 m3 and was

shielded with ordinary concrete with density = 2.35 g/cm3. The maze was located to the left of

the room with height and width of 2.2 and 2 m, respectively. The isocenter of the Varian 2300

C/D Linac was located at the center of the treatment room where the patient phantom was

placed under the linear accelerator with a source-to-isocenter distance of 100 cm. Moreover,

Fig 1. Cross-sectional views parallel to (a) y-axis and (b) x-axis of the modeled treatment room with labeled components.

https://doi.org/10.1371/journal.pone.0174836.g001
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in order to emulate the realistic radiotherapy scenarios, a control room with a door next to the

treatment room was developed with a volume of 9.9 × 2 × 4 m3. The adult male phantom

model used in the present work was adopted from ref. [27]. The phantom geometry and mate-

rial properties assigned to different parts of the patient’s body were kept unchanged. The sur-

rounding medium filling the treatment room was modeled as air at room temperature and

pressure (air = 0.00129 g/cm3).

Computation scheme

Five different targets, namely, testes (P1), colon (P2), liver (P3), left lung (P4) and brain (P5)

were chosen as the targets, and their positions are schematically shown in Fig 3.

The present computations were performed on a supercomputer which consisted of dual

Intel Xeon E5-2630 v3 2.40 GHz CPUs. The system consisted of 16 physical CPU cores hyper-

threaded to 32 cores for the current study. The MCNP5-MPI code was launched using the

mpiexec command which was supplied by the MPICH2 package for the purpose of parallel

codes execution [28]. The schematic diagram shown in Fig 4 demonstrates the main difference

between the serial and parallel computation. The serial computation (Fig 4a) breaks the prob-

lem into instructions that will be executed on a single processor. This is desirable for programs

that are having relatively simplified physics and geometry therefore the computation time will

be maintained within the feasible limit. On the other hand, the parallel computation (Fig 4b) is

useful and sometimes even vital for computer programs that are having a large number of

components. The current input code consists of a large number of details that will lengthen

the computation time so the use of parallel computation is highly recommended.

Fig 2. Varian Clinac 2300 C/D accelerator head view from (a) x-y plane and (b) 3-dimensional snapshots. (Note: only a few major parts visible from

the x-y plane were labeled).

https://doi.org/10.1371/journal.pone.0174836.g002
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Absorbed dose (Dt) in targeted tissues and dispersed dose (Dd) in

non-targeted tissues

The dose delivered to the targeted and non-target tissues from the photon beam was calculated

using the track length estimate of energy tally. Eq (1) was used to determine the total energy

deposited (Htotal) in the domain representing the tissue (targeted or non-targeted tissue) under

analysis:

Htotal ¼
ra

m

Z

dE
Z

dt
Z

dV
Z

dOstðEÞHðEÞCðr;O; E; tÞ ð1Þ

where σt was the total energy-dependent photo-atomic microscopic cross-section for each spe-

cific nucleus present in the tissue under analysis. The ENDF/B.VI release 8 photo-atomic data

were used in the present model. The scored dose was computed using tally F6:P with the unit

of MeV/g, which could be converted into Gy.

The output results for the conversion coefficient F given by the MC program were normal-

ized by the number of primary particles so F would be independent of the particle fluence in

Fig 3. The five irradiation positions (P1, P2, P3, P4 and P5) chosen as targets in the present study. The red dots represent the positions of irradiation.

https://doi.org/10.1371/journal.pone.0174836.g003

Fig 4. Simplified schematic diagram showing the concept of (a) serial (conventional) computing and (b) parallel computing using multi-processor

compute units.

https://doi.org/10.1371/journal.pone.0174836.g004
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Fig 5. Dispersion of primary photons (shown in blue) and secondary electrons (shown in green) during the radiotherapy treatment at different

irradiation positions: (a) testes (P1), (b) colon (P2), (c) liver (P3), (d) left lung (P4) and (e) brain (P5). The snapshots were generated using the Vised

visualizer.

https://doi.org/10.1371/journal.pone.0174836.g005

Conversion coefficients for determination of dispersed photon dose during radiotherapy

PLOS ONE | https://doi.org/10.1371/journal.pone.0174836 March 31, 2017 6 / 15

https://doi.org/10.1371/journal.pone.0174836.g005
https://doi.org/10.1371/journal.pone.0174836


the tissue under analysis. The dispersions of particles within the human phantom were graphi-

cally depicted in Fig 5(a)–5(e) for the five irradiation positions considered in this work.

The snapshots were generated using the Vised visualizer (bundled with MCNP) at different

irradiation positions as shown in Fig 3. The photon and electron tracks were separately shown

as blue and green dots, respectively. The enlarged sections provided better views of the targets

and their surrounding tissues during irradiation. It is remarked there that photon interactions

with matter involve atomic electrons, so each blue dot (photon hit with interaction) is associ-

ated with at least one green dot (electron hit with interaction).

Results and discussion

One of the important components in the present input code was the linear accelerator head

which collimated the photon beam. Therefore, the Linac head was benchmarked with experi-

mental data in the literature. Bencheikh et al. (2016) studied the percent depth dose (PDD) for

the two widely used Varian Clinac 2100 and 2300 accelerators [29]. The PDD was the ratio

between the dose Di measured at a depth (i) and the maximum dose Dmax on the beam central

axis with a specified field size, i.e.,

PDD ¼
Di

Dmax
ð2Þ

For benchmarking purposes, the accelerator set at 6 MV was used to irradiate a water phan-

tom with a measurement depth of 30 cm, a source-to-surface distance (SSD) of 100 cm, and a

field size of 10 × 10 cm2. The benchmarking results are shown in Fig 6 and agreement between

the modeled and experimental results was apparent.

The distribution of photon energy exiting from the accelerator operating at 6 MV is shown

in Fig 7. These results were scored over the outer boundary of the virtual scoring plane shown

Fig 6. Benchmarking of the present model against the experimental data from Varian Clinac 2300 linear accelerator model through percent dose

depth (PDD). (Solid line: experimental data; dotted line: our model).

https://doi.org/10.1371/journal.pone.0174836.g006
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in Fig 2(a). From the photon spectrum shown in Fig 7, the average energy of the photons strik-

ing the targeted tissues in the human phantom was *0.5 MeV.

This average energy was also close to the photon energy (E = 661.6 keV) used by Krstic and

Nikezic from a monoenergetic 137Cs point source [27]. The similar photon energies allowed

comparisons between the resulting doses in the major tissues, using the results from irradia-

tion at the brain (P5) in the present work for comparison and noting that the results from ref.

[27] for irradiation of the face. The comparisons between the absorbed doses in different tis-

sues are shown in Fig 8. Apparently, the linear accelerator delivered more energy into the tis-

sues located near the head and neck (closer to point of irradiation).

The absorbed dose in brain was 218 aGy/photon from Linac irradiation, but the value was

only 17.4 aGy/photon from the 137Cs point source. The reasons behind the large difference

were mainly two fold. First, the collimated beam was more effective in penetrating the skull to

deliver a larger amount of energy into the targeted tissues. Second, the lower-energy photons

(E� 0.1 MeV) in the Linac beam could lose a larger fraction of their energies through the pho-

toelectric effect, in contast to the higher-energy photons (E> 0.1 MeV) which would lose a

Fig 7. Photon energy distribution exiting from the linear accelerator operating at 6 MV after beam filtration and collimation.

https://doi.org/10.1371/journal.pone.0174836.g007
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smaller fraction of their energies through Compton scattering. On the other hand, the spine

was located close to the phantom head so the dose delivered by the Linac was expected to be

larger than that delivered by the point source, which was indeed observed, viz., 40.9 and 12.3

aGy/photon from the Linac and point sources, respectively. In contrast, for tissues located fur-

ther away from the irradiation position, the point source would be expected to deliver larger

doses due to absence of beam collimation and more scattering as a result of Compton scatter-

ing. This was confirmed by the absorbed dose in esophagus, lung and heart: 6.36, 7.54 and 4.90

aGy/photon, respectively, from Linac, and 14.1, 19.1 and 19.9 aGy/photon, respectively, from

the point source. The present results also highlighted that use of over-simplified sources for

modeling could potentially lead to inaccurate results. The absorbed doses in the targeted tis-

sues for various irradiation positions P1 to P5 are shown in Table 1, which can be employed to

determine the conversion coefficients F for the dispersed dose in the non-targeted tissues.

Fig 9 shows the variations in F for skin and skeleton obtained at different irradiation posi-

tions P1 to P5, which were not significant. Therefore, the doses delivered to the skin and

Fig 8. Comparison between the absorbed doses in major tissues of the adult male phantom during head irradiation obtained using a 137Cs point

source [27] and a 6 MV linear accelerator beam in the present work. The results from irradiation at the brain (P5) in the present work were used for

comparison with the results in ref. [27].

https://doi.org/10.1371/journal.pone.0174836.g008
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skeleton would be largely independent of the irradiation position when collimated beams from

the Linac were used during the treatment. The largest and smallest F values in the skeleton

were 0.228 and 0.150 corresponding to P2 and P1, respectively; those in the skin were 0.262

and 0.153 also corresponding to P2 and P1, respectively. The insignificant variations in the F
values for the skin and skeleton were mainly due to the pervasive nature of these tissues over

the entire human body so the dependence on the irradiation position was expected to be small.

Similarly, Fig 10 shows the variations in F for the brain, spine and esophagus while Fig 11

shows the variations in F for the heart, left and right lung obtained at different irradiation posi-

tions P1 to P5 using the 6 MV linear accelerator beam. By definition, the left lung and brain

Table 1. Absorbed doses in targeted tissues for different irradiation positions P1 to P5 using the 6 MV linear accelerator beam.

Irradiation position P1 P2 P3 P4 P5

Targeted tissue Testes Colon Liver Left Lung Brain

Absorbed dose (aGy/photon) 361 195 250 243 217

https://doi.org/10.1371/journal.pone.0174836.t001

Fig 9. Variations in F for the skin and skeleton obtained at different irradiation positions P1 to P5 using the 6 MV linear accelerator beam.

https://doi.org/10.1371/journal.pone.0174836.g009
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had F = 1 for irradiation positions at P4 and P5, respectively, so these were not shown in the fig-

ures. Among the tissues in Figs 10 and 11, the largest F values all occurred when P4 (left lung)

was irradiated. Although the F values for tissues were expected to decrease with their distances

from the irradiation position, the patterns in Figs 10 and 11 showed more stochastic variations

as a result of scattering of the primary photons and secondary electrons within the human

phantom. This highlighted the importance of developing an input code for determining the F
values for chosen irradiation positions. During the real-life treatment, it would be difficult to

experimentally measure the dispersed doses within the patient’s body. By using the F values

computed in the present work, the doses delivered to non-targeted tissues could be deter-

mined. The following gave an example to illustrate the usefulness of the F value, which deter-

mined the dispersed doses during a CHART (continuous hyper-fractionated accelerated

radiotherapy) treatment. The treatment schedule which delivered 54 Gy to the targeted region

within the lung in 36 fractions, with 3 fractions per day over 12 days [30, 31] was considered.

Through the conversion coefficients determined in the present work, the dispersed doses

Fig 10. Variations in F for the brain, spine and esophagus obtained at different irradiation positions P1 to P5 using the 6 MV linear accelerator

beam.

https://doi.org/10.1371/journal.pone.0174836.g010
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delivered to the right lung, heart, esophagus, spine and brain were obtained as shown in

Fig 12.

The doses absorbed by the heart and right lung were 51.1 and 35.4 Gy, respectively, showing

that the heart would receive the second highest dose upon the irradiation of left lung during

the treatment. The spine is an organ which requires special attention since it requires a rela-

tively long recovery time after treatment. The dose delivered to this organ was 19 Gy for the

CHART example here. In addition, it is remarked here that the statistical uncertainties of all

results presented in this work were determined to be below *0.4%.

Conclusions

The present work showed the significance of dispersed doses delivered to non-targeted tissues

during radiotherapy treatment of a targeted tumor. An input code was developed to determine

the conversion coefficients which could be readily used to determine the dispersed doses. The

present model showed that the doses delivered by the collimated beam were significantly

Fig 11. Variations in F for the heart, left and right lung obtained at different irradiation positions P1 to P5 using the 6 MV linear accelerator beam.

https://doi.org/10.1371/journal.pone.0174836.g011
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different from those estimated using a simplified point source. The doses delivered to the skel-

eton and skin were largely independent of the irradiation positions. For illustration purposes,

the present work determined the doses dispersed to non-targeted tissues such as the spine,

esophagus, heart, left and right lung during a CHART (continuous hyper-fractionated acceler-

ated radiotherapy) treatment of the left lung. In general, the dose dispersed to a non-targeted

tissue decreased with its distance from the irradiation position (left lung). For example, the

doses delivered to the heart (closer to the left lung) and right lung (more distant from the left

lung) were 94.63 and 65.56%, respectively, of the total dose delivered to the left lung. Similarly,

the doses delivered to the esophagus (closer) and spine (more distant) were 60.93 and 35.19%,

respectively, of the total dose delivered to the left lung. Doses were delivered to non-targeted

tissues due to scattering of primary photons and secondary electrons. Furthermore, the feasi-

bility of simulating the realistic treatment conditions using parallel (MPI) computing was

assessed through the MCNP5-MPI program. The success provided a solution to provide reli-

able results within the shortest time.

Fig 12. Dispersed doses delivered to non-targeted tissues in an example which determined the dispersed doses during a CHART (continuous

hyper-fractionated accelerated radiotherapy) treatment of lung cancer.

https://doi.org/10.1371/journal.pone.0174836.g012

Conversion coefficients for determination of dispersed photon dose during radiotherapy

PLOS ONE | https://doi.org/10.1371/journal.pone.0174836 March 31, 2017 13 / 15

https://doi.org/10.1371/journal.pone.0174836.g012
https://doi.org/10.1371/journal.pone.0174836


Acknowledgments

We acknowledge the support of the Neutron computer cluster from the Department of Physics

and Materials Science, City University of Hong Kong, for the computational work involved in

this paper.

Author Contributions

Conceptualization: MSB CYPN KNY.

Data curation: MSB CYPN.

Formal analysis: MSB CYPN DK DN KNY.

Funding acquisition: DK DN KNY.

Investigation: MSB CYPN.

Methodology: MSB CYPN DK DN KNY.

Project administration: KNY.

Resources: DK DN.

Software: MSB CYPN DK DN.

Supervision: KNY.

Validation: MSB CYPN DK DN.

Visualization: MSB CYPN.

Writing – original draft: MSB CYPN.

Writing – review & editing: DK DN KNY.

References
1. Francois P, Beurtheret C, Dutreix A. Calculation of the dose delivered to organs outside the radiation

beams. Med. Phys. 1998; 15: 879–883. https://doi.org/10.1118/1.596170 PMID: 3237145

2. Uddin M Rafi, Alam M Jahangir, Ahmad GU. Measurement of dose outside the irradiated volume by

using locally fabricated water phantom. Bangladesh. J. Med. Phys. 2003; 2: 41–44.

3. Van der Giessen PH. Collimator-Related Radiation Dose for Different Cobalt Machines and Linear

Accelerators. Int. J. Radiat. Oncol. Biol. Phys. 1996; 35: 399–405. https://doi.org/10.1016/0360-3016

(96)00083-1 PMID: 8635949

4. Hall E, Wu CS. Radiation-induced second cancers: the impact of 3D-CRT and IMRT. Int. J. Radiat.

Oncol. Biol. Phys. 2003; 56: 83–88. https://doi.org/10.1016/S0360-3016(03)00073-7 PMID: 12694826

5. Howell RM, Hertel NE, Wang Z, Hutchinson J, Fullerton GD. Calculation of effective dose from mea-

surements of secondary neutron spectra and scattered photon dose from dynamic MLC IMRT for 6 MV,

15 MV, and 18 MV beam energies. Med. Phys. 2006; 33: 360–368. https://doi.org/10.1118/1.2140119

PMID: 16532941

6. Xu XG, Bednarz B, Paganetti H. A review of clinical data and radiation dosimetry methods on secondary

cancers from external beam radiation treatments. Phys. Med. Biol. 2008; 53: 193–241. https://doi.org/

10.1088/0031-9155/53/13/R01 PMID: 18540047

7. Van Dyk J, Galvin CJM, Glasgow GP, Podgorsak EB. The Physical Aspect of Total and Half Body Pho-

ton Irradiation. New York: American Institute of Physics; 1986.

8. ICRP. Recommendations of the International Commission on Radiological Protection. ICRP Publication

60, Ann. ICRP 21 (1-3). Oxford: Pergamon Press; 1991.

9. NCRP. Limitation of Exposure to Ionizing Radiation. NCRP Report No. 116. Maryland: NCRP; 1993.

Conversion coefficients for determination of dispersed photon dose during radiotherapy

PLOS ONE | https://doi.org/10.1371/journal.pone.0174836 March 31, 2017 14 / 15

https://doi.org/10.1118/1.596170
http://www.ncbi.nlm.nih.gov/pubmed/3237145
https://doi.org/10.1016/0360-3016(96)00083-1
https://doi.org/10.1016/0360-3016(96)00083-1
http://www.ncbi.nlm.nih.gov/pubmed/8635949
https://doi.org/10.1016/S0360-3016(03)00073-7
http://www.ncbi.nlm.nih.gov/pubmed/12694826
https://doi.org/10.1118/1.2140119
http://www.ncbi.nlm.nih.gov/pubmed/16532941
https://doi.org/10.1088/0031-9155/53/13/R01
https://doi.org/10.1088/0031-9155/53/13/R01
http://www.ncbi.nlm.nih.gov/pubmed/18540047
https://doi.org/10.1371/journal.pone.0174836


10. Kry SF, Salehpour M, Followill DS, Stovall M, Kuban DA, White RA, et al. Out-of-field photon and neu-

tron dose equivalents from step-and-shoot intensity-modulated radiation therapy. Int. J. Radiat. Oncol.

Biol. Phys. 2005; 62: 1204–1216. https://doi.org/10.1016/j.ijrobp.2004.12.091 PMID: 15990026

11. Maarouf M, Treuer H, Kocher M, Voges J, Gierich A, Sturm V. Radiation exposure of extracranial

organs at risk during stereotactic linac radiosurgery. Strahlenther Onkol. 2005; 181: 463–467. https://

doi.org/10.1007/s00066-005-1391-x PMID: 15995840

12. Taylor ML, Kron T. Consideration of the radiation dose delivered away from the treatment field to

patients in radiotherapy. J. Med. Phys. 2011; 36: 59–71. https://doi.org/10.4103/0971-6203.79686

PMID: 21731221

13. Shahmohammadi Beni M, Krstic D, Nikezic D, Yu KN. A calibration method for realistic neutron dosime-

try in radiobiological experiments assisted by MCNP simulation. J. Radiat. Res. 2016; 57: 492–498.

https://doi.org/10.1093/jrr/rrw063 PMID: 27380801

14. Becker J, Brunckhorst E, Schmidt R. Photoneutron production of a Siemens Primus linear accelerator

studied by Monte Carlo methods and a paired magnesium and boron coated magnesium ionization

chamber system. Phys. Med. Biol. 2007; 52: 6375–6387. https://doi.org/10.1088/0031-9155/52/21/002

PMID: 17951849

15. Bednarz B, Xu XG. Monte Carlo modeling of a 6 and 18 MV Varian Clinac medical accelerator for in-

field and out-of-field dose calculations: development and validation. Phys. Med. Biol. 2009; 54: 43–57.

https://doi.org/10.1088/0031-9155/54/4/N01 PMID: 19141879

16. Garnica-Garza HM. Characteristics of the Photoneutron Contamination Present in a High-Energy

Radiotherapy Treatment Room. Phys. Med. Biol. 2005; 50: 531–539. https://doi.org/10.1088/0031-

9155/50/3/010 PMID: 15773728

17. Ghiasi H, Mesbahi A. Monte Carlo characterization of photoneutrons in the radiation therapy with high

energy photons: a Comparison between simplified and full Monte Carlo models. Iran. J. Radiat. Res.

2010; 8: 187–193.

18. Lewis RD, Ryde SJS, Hancock DA, Evans CJ. An MCNP-based model of a linear accelerator x-ray

beam. Phys. Med. Biol. 1999; 44: 1219–1230. https://doi.org/10.1088/0031-9155/44/5/010 PMID:

10368014

19. Mesbahi A, Seyednejad F, Gasemi-Jangjoo A. Estimation of organs doses and radiation-induced sec-

ondary cancer risk from scattered photons for conventional radiation therapy of nasopharynx: a Monte

Carlo study. Jpn. J. Radiol. 2010; 28: 398–403. https://doi.org/10.1007/s11604-010-0432-2 PMID:

20585932

20. Mesbahi A, Ghiasi G, Mahdavi S.R. Photoneutron and capture gamma dose equivalent for different

room and maze layouts in radiation therapy. Radiat. Prot. Dosim. 2010; 140: 242–249. https://doi.org/

10.1093/rpd/ncp303 PMID: 20083490

21. Zabihinpoor S. Calculation of Neutron Contamination from Medical Linear Accelerator in Treatment

Room. Adv. Studies. Theor. Phys. 2011; 5: 421–428.

22. Goorley T. MCNP Medical Physics Geometry Database. Los Alamos National Laboratory. Available

from: http://cmpwg.ans.org/mcnp/geometry.pdf

23. Verhaegen F, Seuntjens J. Monte Carlo modelling of external radiotherapy photon beams. Phys. Med.

Biol. 2003; 48: 107–164. https://doi.org/10.1088/0031-9155/48/21/R01 PMID: 14653555

24. Seco J, Verhaegen F. Monte Carlo Techniques in Radiation Therapy. Florida: CRC/Taylor &; Francis;

2013.

25. X-5 Monte Carlo Team. MCNP-a General Monte Carlo N-Particle Transport Code. Version 5 Vol. I:

Overview and Theory (LA-UR-03- 1987). Los Alamos: Los Alamos National Laboratory; 2003.

26. Reis JP Junior, Salmon H, Menezes AF, Pavan GA, Rosa LAR, Silva AX. Simulation of Siemens

ONCOR™ Expression linear accelerator using phase space in the MCNPX code. Prog. Nucl. Energ.

2014; 70: 64–70. https://doi.org/10.1016/j.pnucene.2013.07.013

27. Krstic D, Nikezic D. Input files with ORNL—mathematical phantoms of the human body for MCNP-4B.

Comput. Phys. Commun. 2007; 176: 33–37. https://doi.org/10.1016/j.cpc.2006.06.016

28. MPICH package. Available from: http://www.mpich.org

29. Bencheikh M, Lamrabet A, Didi A, Maghnouj A, Tajmouati J. Percentage Depth Dose Comparative

Study of 6 MV Photon Beam of Both Linear Accelerators Varian Clinac 2100 and Varian Clinac 2300

Using Gamma Index Method and Investigation of the Varian Technology. Mor. J. Chem. 2016; 4: 722–

730.

30. Scottish Intercollegiate Guidelines Network. Management of Patients with Lung Cancer. Guideline 80.

Edinburgh: SIGN; 2005.

31. National Institute for Health and Clinical Excellence. Referral for suspected cancer. Guideline CG27.

London: NICE; 2005.

Conversion coefficients for determination of dispersed photon dose during radiotherapy

PLOS ONE | https://doi.org/10.1371/journal.pone.0174836 March 31, 2017 15 / 15

https://doi.org/10.1016/j.ijrobp.2004.12.091
http://www.ncbi.nlm.nih.gov/pubmed/15990026
https://doi.org/10.1007/s00066-005-1391-x
https://doi.org/10.1007/s00066-005-1391-x
http://www.ncbi.nlm.nih.gov/pubmed/15995840
https://doi.org/10.4103/0971-6203.79686
http://www.ncbi.nlm.nih.gov/pubmed/21731221
https://doi.org/10.1093/jrr/rrw063
http://www.ncbi.nlm.nih.gov/pubmed/27380801
https://doi.org/10.1088/0031-9155/52/21/002
http://www.ncbi.nlm.nih.gov/pubmed/17951849
https://doi.org/10.1088/0031-9155/54/4/N01
http://www.ncbi.nlm.nih.gov/pubmed/19141879
https://doi.org/10.1088/0031-9155/50/3/010
https://doi.org/10.1088/0031-9155/50/3/010
http://www.ncbi.nlm.nih.gov/pubmed/15773728
https://doi.org/10.1088/0031-9155/44/5/010
http://www.ncbi.nlm.nih.gov/pubmed/10368014
https://doi.org/10.1007/s11604-010-0432-2
http://www.ncbi.nlm.nih.gov/pubmed/20585932
https://doi.org/10.1093/rpd/ncp303
https://doi.org/10.1093/rpd/ncp303
http://www.ncbi.nlm.nih.gov/pubmed/20083490
http://cmpwg.ans.org/mcnp/geometry.pdf
https://doi.org/10.1088/0031-9155/48/21/R01
http://www.ncbi.nlm.nih.gov/pubmed/14653555
https://doi.org/10.1016/j.pnucene.2013.07.013
https://doi.org/10.1016/j.cpc.2006.06.016
http://www.mpich.org
https://doi.org/10.1371/journal.pone.0174836

