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A B S T R A C T

Silicon-based devices, such as neural probes, are increasingly used as electrodes for receiving electrical signals
from neural tissue. Neural probes used chronically have been known to induce inflammation and elicit an immune
response. The current study detects and evaluates silicon dispersion from a concentrated source in the mouse
brain using laser induced breakdown spectroscopy. Element lines for Si (I) were found at the injection site at
approximately 288 nm at 3hr post-implantation, even with tissue perfusion, indicating possible infusion into
neural tissue. At 24hr and 1-week post-implantation, no silicon lines were found, indicating clearance. An isolated
immune response was found by CD68 macrophage response at 24hr post injection. Future studies should measure
chronic silicon exposure to determine if the inflammatory response is proportional to silicon administration. The
present type of protocol, coupling laser induced breakdown spectroscopy, neuroimaging, histology, immuno-
histochemistry, and determination of clearance could be used to investigate the glymphatic system and different
tissue states such as in disease (e.g. Alzheimer's).
1. Introduction

Neural probes constructed of silicon (and Si-based substrates,
including elastomers such as poly-dimethylsiloxane- PDMS) have
become increasingly common in electrophysiology (Buzs�aki, 2015;
Gunasekera et al., 2015; Jun et al., 2017; Rivnay et al., 2017). There has
been considerable research and development into human chronic elec-
trode implants using silicon as the candidate material (Kim et al., 2008;
Hochberg et al., 2006, 2012; Collinger et al., 2013). Silicon has been used
as the base for resorbable probes (Hwang et al., 2012; Kang et al., 2016;
Yu et al., 2016), complementary metal-oxide-semiconductor (CMOS)
multielectrode arrays (MEAs; Jun et al., 2017), micromachined shanks
(Wise et al., 1970; Wise and Angell, 1975), silicon photodetectors for
u).

29 September 2019; Accepted 2
vier Ltd. This is an open access ar
stimulation (Mandel et al., 2013; Mathieson et al., 2012; Lorach et al.,
2015) and for industry standard probes such as the Michigan (Wise et al.,
1970; Wise and Angell, 1975; BeMent et al., 1986) and Utah arrays
(Campbell et al., 1991; Gunasekera et al., 2015; Jorfi et al., 2015). There
are three main issues to overcome and related goals to achieve in probe
insertion to increase biocompatibility in neural interfaces: 1)
Anti-corrosion, 2) anti-neuroinflammatory, and 3) prohibiting electrode
performance diminishment (Gunasekera et al., 2015; Jun et al., 2017;
Rivnay et al., 2017). The main advantages neural probes need to possess
are low impedance, good surface adhesion, noncorrosive,
anti-inflammatory response and sustained performance over insertion
time (Gunasekera et al., 2015; Jun et al., 2017; Rivnay et al., 2017).
Several studies have found device degradation and an acute immune
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response followed by chronic neuroinflammatory response associated
with probes (Edell et al., 1992; Turner et al., 1999; Szarowski et al., 2003;
Biran et al., 2005, 2007; Skousen et al., 2011). However, few protocols
have assessed silicon dispersion into brain tissue from a concentrated
source, such as probe insertion. Here, we describe an effective method of
measuring silicon dispersion using laser induced breakdown spectros-
copy (LIBS) verified bymagnetic resonance imaging localization to assess
possible infusion into neural tissue and neuroinflammatory response.

Spectroscopic techniques provide a fast identification of elements,
facilitating the analysis of complex biological materials. LIBS has become
an important tool due to the high resolution and real-time assessment of
specific elements in different biological tissues (Rehse et al., 2012). In
fact, some researchers (Teran-Hinojosa et al., 2017; Kumar et al., 2004)
have used LIBS to characterize tissues for diagnosis of diseases such as
fibrosis (Rehse et al., 2012) or to characterize certain pathogens
(Mohaidat et al., 2012; Kim et al., 2004). The atomic emission lines
obtained from the spectrum in LIBS permit the identification of elements
while relative intensities are used to determine the relative concentra-
tions of those corresponding elements. Yueh et al. (2009) used LIBS
combined with chemometric techniques to differentiate tissue samples
from each other, such as brain, lung, spleen, liver, kidney and skeletal
muscle. Here, we used LIBS to observe and quantify the progression of
silicon leaching into brain tissue from a concentrated source. Using LIBS
to assess different tissue states has the potential for significant impact in
the biomedical sciences.

Our aim for the present experiment was to investigate the dispersion
of silicon from a concentrated source in the brain, such as a neural probe,
subsequent infusion into neural tissue, and putative resultant inflam-
matory response. We used a longitudinal design by monitoring hours and
Figure 1. Experimental design. a) Experimental groups for analysis of simulated pr
setup. The laser pulse is focused by the lens (L) onto the sample (Manno et al., 2018).
channeled to the spectrometer. The setup is controlled by a personal computer (PC
displayed which is analyzed and post-processed. c) Histological analysis consisting of
obtained from different groups. e) Heatmap visualization for demonstration of diffe

2

days post silicon injection. We prepared tissue for histology (Luxol fast
blue and Cresyl fast violet - Nissl) to confirm probe position, examined
the inflammatory response present, usedMRI to overlay histology and for
locatization and finally LIBS to quantify the elemental prescence of sili-
con per injection brain site. The main advantages of LIBS are easy sample
preparation and effective spectroscopic elemental analysis of tissue
samples. We have recently assessed a variety of tissues using LIBS
coupling other techniques to determine elemental content during
different biologically relevant states such as the effect of coffee on dental
enamel (Ahmed et al., 2017; Ahmed et al., 2018a; Ahmed et al., 2018b;
Manno et al., 2018).

2. Methods

See Figure 1 for detailed explanation of the experimental design.
2.1. Animal model of silicon dispersion

Mice C57BL/6 male, 8 weeks old were used. Groups consisted of 10
mice per regimen and time point, plus sham for a total of 60 mice. Mice
were divided into 3 groups (3hr, 24hr, 1 week injection regimens), in
addition to equal groups of saline injected controls for each time point for
LIBS. For subsequent protocols with immunohistochemistry (IHC) and
histology, mice were divided into 3 time point groups, 2 mice each in
addition to controls. Silicon dispersion was initiated by injecting a silicon
bolus into a specific region of interest (ROI). Injection coordinates of the
simulated probe wereML: 1.50, AP: -4.70, DV: -2.50, the ventral aspect of
the external cortex of the inferior colliculus (ECIC) in the left or right
hemisphere, here our group are experts in IC localization (Dong et al.,
obe. b) Schematic diagram of the laser induced breakdown spectroscopy (LIBS)
The ablated portion of the sample emits light which is collected by the fiber and
), which triggers both the laser and the spectrometer. The resultant spectra is
by Luxol fast blue (LFB) and Cresyl violet (CV - Nissl). d) Resultant raw spectra

rences in spectra.
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2018). The present protocol is a rapid version of silicon degradation from
a neural probe. The silicon bolus was 5 μl of supersaturated 5 mg Si
(silicon) in 50 ml saline heated to 100 �C for 15 min and cooled for 15
min at 13 �C before injection at room temperature (Sigma Aldrich, Mil-
waukee, Wis., USA). After injection, mice were left to recover and sub-
sequently examined by histological protocols or LIBS. To verify probe
location and calculate diffusion from ROI site, magnetic resonance im-
aging (MRI) was used for in-vivo verification (Figure 2 – demonstrative)
and histological analysis was used for neural damage analysis, respec-
tively. Immunohistochemistry (IHC) and LIBS was shot on 50 μm pre-
pared slices to determine cell damage and Si diffusion from ROI site,
respectively. For IHC and histology, three-time points for the Si simulated
probe and a saline control (saline) injection were utilized.

2.2. MRI probe location

Methods for MRI were based on our previous protocols (Lau et al.,
2018; Dong et al., 2018; Manno et al., 2019; Wong et al., 2020). The
injection needle was localized by structural MRI (sMRI) for in-vivo
verification. Mice for sMRI were initially anesthetized with 5% iso-
flurane. Mice were placed on a holder in the prone position with a tooth
bar to restrict head motion. Heart rate, respiration rate, and oxygen
saturation were continuously monitored by MRI-compatible sensors (SA
instruments) and kept in normal ranges (heart rate: 380–420; respiration
rate: 59–61; oxygen saturation: > 95%). The sMRI was acquired using a
Bruker ICON 1T scanner (Bruker Biospin GmbH) with a T1-weighted
Rapid Acquisition with Refocused Echoes (RARE) image. Imaging used
a transmit-only birdcage coil in combination with an actively decoupled
receive-only surface coil. Scout images were first acquired to determine
the coronal and sagittal planes of the brain. Five coronal slices 1.0 mm in
thickness were positioned to cover the entire simulated probe location
(AP ¼ -4.70 mm Bregma, ML ¼ 1.50mm, and DV ¼ -2.50 mm Bregma)
ventral aspect of ECIC left/right hemisphere, according to the mouse
brain atlas (Franklin and Watson, 2008). Scanning parameters were echo
time¼ 20ms, rare factor¼ 4, repetition time¼ 922.938ms, repetitions¼
8, flip angle ¼ 90, resulting in a scan time of 5m32s257ms per animal.
The image was isotropic in slice spatial resolution of 0.375 μm with 5
continuous slices at 1mm slice thickness, with spatial size phase ¼ 180
pixels. Images were analyzed in ImageJ to localize the probe (Figure 2).

2.3. Immunohistochemistry, histology and paraffin preparation for LIBS

Injection location was confirmed using Orange Dye (Cancer Di-
agnostics, Inc, ref: 0728-6), a fluorescent stain (Jiang et al., 2017).
Samples were prepared for either IHC and staining by Luxol fast blue,
Figure 2. Insertion location of electrode in right hemipshere. a) Whole brain cover
Bregma, ML ¼ 1.50mm, and DV ¼ -2.50 mm Bregma).
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Cresyl fast violet (Nissl), or section blocking for LIBS shooting. For the
first IHC experiment, the following was utilized: Anti-NeuN antibody
(AB177487 abcam Rabbit monoclonal [EPR12763]), conjugated with
secondary antibody Alexa Fluor 594nm (AB150064) Donkey Anti-Rabbit
IgG H&L with Fluoroshield™ mounting medium fortified with counter-
staining DAPI (AB104139); in a second IHC experiment, the following
was utilized: Mouse monoclonal [ED1] to CD68 (AB31630), conjugated
with Goat Anti-Mouse IgG H&L (Alexa Fluor® 488, AB150113), and
Anti-GFAP antibody [EPR1034Y] (Alexa Fluor® 568, AB201736) coun-
terstained using Rat monoclonal to Tubulin (Alexa Fluor® 647,
AB195884), at 1/250 dilution with Fluoroshield™ mounting medium
fortified with counterstaining DAPI (AB104139). Tissue was fixed by PBS
perfusion with paraformaldehyde, with 10% serum for 1 h at 25 �C for
heat mediated antigen retrieval Tris/EDTA buffer pH 9.0. The sample
was incubated with primary antibody (1/500 in PBS þ1% serum þ0.1%
Triton X-100) for 16 h at 25 �C and in the secondary antibody for 1 h.
Tissue for generic histology was prepared for Luxol fast blue and Cresyl
fast violet (Nissl). Tissue was dehydrated in 3 alcohol concentrations
70%–85% to 90%, placed in toluene, and paraffin wax infiltrated at 60
�C. Embedded tissue was oriented coronally and cut at 5–10 μm with a
microtome and spread on a microscope slide. Sections were deparaffi-
nized, and hydrated in distilled water. Slides were incubated in Luxol fast
blue for 2 h at 60 �C and rinsed in distilled water. Sections were differ-
entiated by dipping in lithium carbonate until a sharp contrast between
the blue white-matter and colorless grey matter was apparent, succeeded
by alcohol, and then rinsed in distilled water. Slides were then incubated
in Cresyl echt violet for 2–5 min, rinsed in distilled water, and dehy-
drated in absolute alcohol (see histological protocol, Manno and Lau,
2018). For LIBS shooting, tissue was prepared by PBS perfusion and
placed in paraformaldehyde. Mouse brains were transferred to a brain
matrix (RWD Life Science 68707) in the coronal position, sectioned at 0.5
mm, mounted on slides, and oriented for left/right hemisphere LIBS
shooting.
2.4. Laser induced breakdown spectroscopy of probe disintegration and
localization

In brief (Ahmed et al., 2017; Ahmed et al., 2018a; Ahmed et al.,
2018b; Manno et al., 2018), a 1064 nm pulse laser (CFR200, Quantel)
emitting an 8 ns, 200 mJ pulse focused to a 10 μm spot was utilized for
LIBS. All spectroscopic analysis was performed in standard atmospheric
air. The optical emission from the tissue was collected by a six-channel
fiber (2000 μm diameter) bundle positioned 35 mm from the focal
point and at 45� from the laser beam. The fibers relayed light to six
spectrometers spanning 200–900 nm with 0.1 nm resolution (MX2500þ
age of location for probe insertion. Simulated probe location (AP ¼ -4.70 mm



Figure 3. Full average spectra assessed for silicon and saline control. All spectra
have been filtered with a median filter to roughly baseline intensity of 0. Data
for silicon is in red-orange and data for saline control is in blue. a) LIBS spectra
from 3hr silicon and 3hr saline. b) LIBS spectra from 24hr silicon and 24hr
saline. c) LIBS spectra from 1-week silicon and 1-week saline.
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Ocean Optics). The spectrometer was triggered to acquire 0.9 μs after
laser firing with 1 ms acquisition. The spectrometers relayed acquired
signals to a computer which produced a graphical presentation of spec-
tral intensity against the corresponding wavelength.

2.5. Data acquisition

Slides were placed in the left/right hemisphere orientation in a
sample holder at the LIBS focal point to facilitate rapid positioning. Three
consecutive laser pulses were fired per hemisphere and emission spectra
recorded. The slide was moved; positions were pre-marked and the LIBS
laser/spectrometer were computer controlled to expedite data acquisi-
tion. Slides were measured as distance anterior-posterior and registered
to the Paxinos & Franklin mouse brain atlas coordinates (Figure 2; Pax-
inos and Franklin, 2008). The elemental LIBS assessment was performed
on tissue sections.

2.6. Data analysis and statistical analysis

To calibrate the wavelength measurement, the spectrometer was
calibrated using the argon gas spectrum. The argon spectrum was
matched with argon spectral lines available in the Atomic Spectra
Database of the National Institute of Standards and Technology (NIST).
Raw data from the spectrometer was analyzed using MATLAB (Math-
works, 2017a) with Si spectra of most interest. A baseline correction was
performed to subtract background from data by using a median filter.
Silicon spectrum lines were also located in the NIST database at various
locations with calibrated spectra matched with the database for
elemental analysis. Previous reports of Si (I) lines were used for refer-
ence: 243.5, 250.69, 251.61, 252.41, 252.85, 263.1, 288.16 (Sola et al.,
2017), as well as the Si lines from the NIST database. For each hemi-
sphere on each slide (sectioned at 0.5 mm), the spectra from the three
laser pulses were averaged to obtain an average spectrum per hemi-
sphere/slide. The intensity of the entire spectrum was then normalized
by that of the 656.2 nm hydrogen line to account for differences in the
amount of sample prepared. Each individual slice spectrum used to
construct the average spectrum was considered a single sample in a
two-sample t-test, and statistical analysis was performed by comparing
the intensities of each peak found in the averaged simulated probe silicon
group versus the corresponding peak intensity in the control group (sa-
line). An alpha of 0.05 was used for the statistical analysis.

3. Results

Imaging was done to confirm injection location (Figure 2) in order to
assist in tissue sectioning. Neuroimaging confirmed section slice of sili-
con injection (left or right hemisphere) for manual preparation on a
tissue block. The full spectra was processed (Figure 3) in order to isolate
the specific Si lines (Figure 4). The full spectra and differences can be
visualized by Figure 5. Histologically we confirmed the location of our
injection (Figure 4a). Subsequently we determined modest silicon
expression from the simulated degraded neural probe. Important Si peaks
present in the experimental silicon group, but not present in the control
saline group, were found 3hr post-injection: Si (I) at 251.6 nm (p ¼
2.5*10�4; normalized silicon amplitude ¼ 0.02446; normalized saline
amplitude¼ 0.003386) and Si (I) at 288.2 nm (p¼ 4.3*10�4; normalized
silicon amplitude ¼ 0.01721; normalized saline amplitude ¼ ~ 0)
(Figures 4b and 4c). Neither of these peaks nor any other important Si
peaks were found in the 24hr and 1wk condition - only the 3hr injected
model found silicon, whereas the 24hr and week had silicon cleared from
the tissue (Figure 4b). As silicon cleared within 3 h, we note that
perfusion likely reduced levels. We also note that, despite clearance after
3 h, considerable variation in spectra was found (Figure 5a), possibly due
to inflammation seen at the 24hr period through histological examina-
tion (Figure 5b). Inflammation was found at 24hr as indicated by a
macrophage staining of CD68. This could be a sign of early glymphatic
4

system involvement. An immune response was not found at 3hr and 1-wk
post injection. A heatmap of the LIBS spectra indicated a drastic differ-
ence at the 24hr timepoint compared to the 3hr and 1-wk (Figure 5a). We
note that LIBS is a very sensitive technique and, even with perfusion, was
able to detect miniscule amounts of silicon that remained uncleared after
the simulated degraded probe was inserted.



Figure 4. Simulated silicon probe confirmation. a) Orange dye and LFB staining at different magnifications and insert showing detail of injection site. b) LIBS spectra
from 3hr, 24hr, and 1-week post-injection in the 250–300 nm region after normalization to the H peak at 656.2 nm. Control saline in blue and silicon groups are in red-
orange. For 24hr and 1-week post-injection, no silicon was found; however, silicon peaks were found at 3hr post-injection. c) Difference spectra of silicon and saline
data. Note that statistically significant silicon peaks are present for the 3hr post-injection group (indicated by the red arrows in the first graphs in b and c), but were not
found to be significant in the 24 h or 1 week post-injection groups. Important peaks found were: Si (I) at 251.6 nm with p ¼ 2.5*10�4 and Si (I) at 288.2 nm with
p ¼ 4.3*10�4.

Figure 5. Heatmap of LIBS spectrum results from simulated silicon probe insertion and isolated immune response. a) Heatmap differentiating control (saline group),
and silicon groups (3hrs, 24hrs, and 1 wk). The scaled difference is -1 to 1 with silicon 24hr being most different from the control. The immune response at 24hr likely
contributed to the greatest difference in the spectra. b) Isolated immune response was found by IHC macrophage staining of CD68 (AB31630). Note the response was
isolated and near the inferior colliculus injection site, but located exterior to the needle mark.
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4. Discussion

The objective for the present study was to detect and evaluate silicon
dispersion from a concentrated source in the mouse brain using laser
induced breakdown spectroscopy. Silicon-based neural probes are
increasingly used as electrodes for receiving electrical signals from neural
tissue. There are three results of considerable interest: First, element lines
for Si (I) were found at the injection site at approximately 288 nm at 3hr
post-implantation. Second, at 24hr and 1-week post-implantation, no
silicon lines were found, indicating clearance, and we suspect this could
be a glymphatic clearance. Interestingly, at all timepoints, differences in
spectra were found between the silicon and control group. Third, an
5

isolated immune response was found by CD68 macrophage response at
24hr post injection. Laser induced breakdown spectroscopy can be used
to assess silicon uptake by neural tissue and future studies should
investigate different tissue states.

Neural probes constructed of silicon are used in electrophysiology
(Buzs�aki et al., 2015; Gunasekera et al., 2015; Jun et al., 2017; Rivnay
et al., 2017) and have been known to potentially induce a chronic neu-
roinflammatory response (Edell et al., 1992; Turner et al., 1999; Szar-
owski et al., 2003; Biran et al., 2005, 2007; Skousen et al., 2011). There
are several main advantages to using silicon for neural probes: low
impedance, good surface adhesion, anticorrosive properties, minimal
general inflammatory response in other tissues, and sustained
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performance over insertion time (Gunasekera et al., 2015; Jun et al.,
2017; Rivnay et al., 2017). However, few protocols have assessed
whether silicon diffuses into the brain and elicits an immune response
within neural tissue. Here, we have shown that silicon induces an im-
mune response shortly after exposure; we have also demonstrated a
protocol using LIBS to assess silicon infusion and dispersal into the brain.
Such knowledge is important to consider as preliminary evidence in the
development of future chronic electrode implants in humans.

The present manuscript demonstrated silicon can be detected in the
brain post injection of a simulated probe using LIBS. Second, we
demonstrated that the clearance of silicon, could be through the glym-
phatic system (e.g. paravascular) or a perivascular pathway (Iliff et al.,
2012; Bacyinski et al., 2017). Nevertheless, our present experiment was
with a simulated probe bolus, therefore solid-state structural probes
could leach silicon in a more time-dependent manner, thus causing
continual release. We describe a very effective way to measure probe
dissipation and degradation of silicon microelectrodes by measuring the
levels of silicon present within neural tissue. The methods described in
the present study could be used clinically or in research applications as a
post-implantation assay to determine immune response, inflammation,
or silicon probe degradation and silicon infusion into the brain. The main
advantages of our protocol include robust elemental analysis of biologi-
cally relevant states (Ahmed et al., 2017; Ahmed et al., 2018a; Ahmed
et al., 2018b; Manno et al., 2018), in addition to easy and consistent
sample preparation. For example, in our recent study (Tsui et al., 2020),
we measured different single red blood cell (RBC) morphology as
induced by titanium dioxide (TiO2) nanoparticle administration. Of in-
terest would be a single cell approach for neural probes to measure sili-
con probe-tip to neural tissue interfaces. Likewise, single cell approaches
using LIBS would be very useful during disease states. The present design
can be adapted to measure different neural states; in this study, our
overarching aim was to determine silicon dispersion from a putative
degraded probe insertion, but similar methods could be used to explore
drug perfusion or a variety of other paradigms. We wanted to understand
how silicon disperses in the brain from a putative probe injection site,
and we have demonstrated the use of LIBS to measure silicon diffusion
into the brain after insertion and eventual silicon clearance from neural
tissue over a period of several days. The present design could be applied
post-implantation to determine whether devices have degraded and
potentially had an effect on the electrophysiology or mechanics of the
device.

4.1. Study limitations and future directions

The present study used a single bolus of silicon in a neural probe to
measure the silicon content dispersal in the brain. Future studies should
determine if silicon can continually disperse in the brain during chronic
implantation, as silicon is already known to cause inflammation (Biran
et al., 2005; Skousen et al., 2011). Future studies should determine
whether it is actually the silicon itself causing the immune response or
whether the process of foreign material insertion (i.e. the needle or
probe) into the brain may lead to the inflammatory response.

5. Conclusion

The present study demonstrated differences in neural characteristics
during implantation of a simulated probe. Future studies should deter-
mine single neuronal quantitative analyses during different states (as in
Tsui et al., 2020), such as disease or during chronic implantation when
the probe could be degraded. The use of laser-induced breakdown
spectroscopy can be applied to quantify the neural response and the
degradation of different neural probes. These include factors like a
resulting immune response or differences in the brain parenchyma such
as during disease. Future studies will provide valuable preliminary evi-
dence for and potential methods to explore human chronic electrode
implants.
6
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